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Title & Document Type: 1430C Sampler Operating and Service Manual 
Manual Part Number: 01430-90905 
Revision Date: March 1980 
About this Manual 

We’ve added this manual to the Agilent website in an effort to help you support your 
product. This manual provides the best information we could find. It may be incomplete 
or contain dated information, and the scan quality may not be ideal. If we find a better 
copy in the future, we will add it to the Agilent website. 

HP References in this Manual 

This manual may contain references to HP or Hewlett-Packard. Please note that Hewlett- 
Packard's former test and measurement, life sciences, and chemical analysis 
businesses are now part of Agilent Technologies. The HP XXXX referred to in this document is 
now the Agilent XXXX. For example, model number HP8648A is now model number Agilent 
8648A. We have made no changes to this manual copy. 

Support for Your Product 

Agilent no longer sells or supports this product. You will find any other available 
product information on the Agilent Test & Measurement website: 

www.aqilent.com 

Search for the model number of this product, and the resulting product page will guide 
you to any available information. Our service centers may be able to perform calibration 
if no repair parts are needed, but no other support from Agilent is available. 
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Table 1-1. Model 1430C Specifications 









RiSETIME: approx 20 ps (<28 ps obseived with 
1t05A/1106B,pulse generator'jand 809A Option 
012, 60K)hm load!, 

■ BANDWIDTH:/ , dc to >18 GHz. 

OVERSHOOT; Ncf.6%. 









NOISE: Ip . mV unsmoothed; 2.6 mV smoothed. 
Both measured , tangentially. 

' ' ‘ i " ' 

DYNAMIC RANGE: ^.I volt: 

LOW FREQUENCV DISTORTION: <± 5%. 

MAXIMUM SAFE INPUT: ±3 volts.' 



INPUT CHARACTERISTICS 

Mechanical: ’ type N connectors on input and 
,, output parts. 

^ . Electrical: SO-ohm feedthrough, idc*coupled. Re- 
' ’ flection ♦rom sampler is approx 10%, measured 
with 40-ps TOR system. Pulses emitted from 
sampler Input are approx 10-mV amplitude and 
5-ns duration. 

TIME DIFFERENCE BETWEEN CHANNELS: 

<6 ps. 

CONNECTING CABLE LENGTH: 5 ft. 

WEIGHT: net, 4 lb (1,8 kg); shipping, 9 lU (4,1 kg|. 

ACCESSORIES PROVIDED: two 50-ohm loads 
(HP Model 909A Option 012). 
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SECTION I 

GENERAL INFORMATION 

. : ' ‘ , 

H-8. WARRANTY. 



! General Information 



1-2. This nianual provides operating and service infoi^ 
mation for the Hewlett-Packard Model 1430C Sampler.', 
The manual is divided Into eight sectjons, each covering a ' 
specific topic or aspect of the instrument. The schematic 
is located at ^he rear of the manual and can be^ unfolded 
and used for reference white reading any part of the 
manual. 

1-3. This section of the manual contains a description of 
the Model 1430C, The instrument specifications are 
listed in table 1-1. Table 1-2 lists end, describes the 
abbreviations used in this manual. Accessories available 
for this instrument are listed in the specifications table 
and described in this section. 

' 

1-4. Since the Model 1430C Sampler Is designed for use 
withieither the Hewlett-Packard Model 1411A S^mpting 
Vertical Amplifier or the Model 1811 A Sampling Time 
Baseand Vertical Amplifier, the information in this manual 
supplements that presented in the Model 141 1A or Model 
1811 A manual. It Is recommended that the operating 
instructions '(Section 111) of both this manual and the 
appropriate sampling vertical amplifier manual be read . 
prior to operating the sampling system. 

i-5. DESCRIPTION. 

1-6.^’ The Model 143CC Sampler, mated with either the 
Model 1411 A or Model 1811 A Samiillng Vertical Ampli- 
fier, together comprises a two-channel vertical sampling - 
system with a bandv/idth' of ISiGHz and a risetimo of 
<20 ps. The Model 1430C and sampling vertical amplifier , 
combiriation offers numerous advantages over convention- 
al sampling devices. By placing the Model 1430C right at 
the test point, losses caused by long probe leads are 
eliminated. The sarhpler jsof feedthrough design, allowing 
measurement to be made using the system under test as a 
'\osd rather than using an artifIcaS Internal termination. 
Time difference between channels is <5 ps, making the ’ 
system Ideal for phase shift measurements. 

1-7. The feedthrough feature also permits the system to 
be used^ for TOR applications. TDF^ (Time Domain 
Reflectometry) is a technique used to analyze components 
and identify discontinuttes that may be present in connec- 
tors, adapters, striplines, cables and other devices. When 
th;j system is ' used in confunction with a 20-ps pulse 
generator, it ’ becomes d high-resolution TOR , with an 
incident step risetime of <30 ps. Refer to Section III 
for more'informat<pn about TOR and its applications. 



1-9. The instrument is certified and warranted as stated 
on fhe inside front cover of this menuat, A special 
warranty clause exists, regarding the sampling diodes. 
Refer to Section III, Operating Precautions, for this 
information. 



/nnrvvYvvv ' 

ft CAUTION 3 

•• I . . ^ 

' The warranty may be void for in- 
struments having a mutilated serial tag. 

1-10, ACCESSORIES FURNISHED. 

1-11. Accessories provided with the Model 1430Caretwo 
B0;ohm loads (HP Model 909A Option 0121, 

1-12. AVAILABLE ACCESSORIES. 

1-13. Signals in excess of the dynemfe range of the Model 
1430C (i Ivbit) may be observed if the signal 1$ first 
attenuated to the correct level by use of 50-ohm coaxial 
attenuators. The HP Model 8491 A/B fixed coaxial attenua- 
tor may be obtained In ^eral ranges' (3, 6, 10, 20 dB or 
higher). Variable attenuators aie also ^vajablo. Refer to an 
HP catalog or consult an HP Sales/Servfce Office for ipfor- 
mation on attenuators cr cable adaptors, etc, to meet any 
requirements. ‘ 

M4. INSTRUMENT AND MANUAL IDENTf- 
FICATION. 

1-15, This manual applies directly to Model I430C in- 
struments with a serial prefix number as listed on the 
> , manual title page. The serial prefix number is the first 
group of digits In the instrument serial number (figure 
1-2). The instrument serial number Fs on a tag located on 
the bottom of the Instrument. 



SERIAL pnenx number serial suffix number 




complete serial NUMBER' 

7000- A- It 



tnoa 



Figure 1-2. instrument Serial Number 



1-1 





Goneral Information 



1430C 



1-t6. Check the serial prefix number of the Instrument. If 
the serial prefix number is different from that listed or» the 
title pafle of this manual, refer to Section VII for Instruc- 
tions to t^apt this manual for proper. Instrument coverape. 



1-17. Errors irt the manual arc llsted^under errata on an 
enclosed MANUAL CHANGES sheet (if any)} 



1-18. INQUIRIES. 

i ^ 

M9. Referanyquestionsregarding the manual, the change 
sheet, or the instrument to the nearest HP Sales/Service 
Office. Always identify the Instrument by model number, 
complete name, and, complete serial number In all corre- 
spondence. Refer to the Inside rear cover of this manual for 
a world-wide listing of HP Sales/Servfce Offices. 



' Table 1-2. Reference Designators and Abbreviations 




" fitMmbly E 

»■ sttanuator, ' . F 

reUitiv* tarmlDitlon FI. 

" motor, fan H 

*• btttary J 

“ caiwcltcr' K 

“ coupKng ' U 

- Ulodo LS 

■> dol«v tin* M 

>• dcvle« (lenillog (limp) MP 



" impDfot*) 

> ampllfhrti) 
• iMambty 
~ firnplitud* 



REFERENCE DESIGNATORS 



m)«c. altcuical part 

fUM 

flltar 

hardwtra 

Jack 

ralay 

Inductor 

ipaakar 

mtta^ 

machanical part 



ABBREVIATIONS 

flald-aftact n 

tran>litor(i| nc 



p 


* plug 


U 


■ Intagratad circuit 


PS 


“ powar aupply 




(unrapatrabla) i 


Q 


" tranilitor 


V 


“ vacuum tuba, naon 


R 


- “ ratlttor 


VR 

» 

W ' 


bulb, photocell, ate. 


RT 

S 


“ tharmlttor 
“ twitch 


“ voitaga ragulator 
(dioda) ! 


T' 


• traniformar 


X 


! ■ MCktt 


TB 


tarmlnal board 


Y , 


“ erytui ’ 


TP 


“ lett point 


2 


■ naiworfc 



nano (tO ) 
normally cloud 
normally opan 
nagativa-poiltiva- 
nagatlva 
nanoucond 



radio (raquancy 
Intarfaranea 
root maan tquara 
ravaru working 
voitaga , ' ' , 





Model ^430C 



, \ 



Installation 



SECTION II 
INSTALLATION 



tv 



21. INTRODUCTION. , 

■"*' '■ ‘i ■ 

2-2. This section contains Instructions for performing an 
Initial Inspection of the Model 1430C, Procedures for, 
. making a claim for warranty repairs and for repacking the 
Instrument for i^lpment are also described In this section. 

2-3. INITIAL INSPECTION. 

7-fl. The Instrument was Inspected mechanically and 
electrically before shipment. Upon receipt, inspect It for 
damage that may have occurred In transit. Check for bent 
, or broken connectors, and dents or scratches- If damage 
is found, refer to the claims paragraph' in this section. 
Retain the pecking material for possible future use. t 

2-6. Check the electrical performance of the Instrument' 
immediately after recclpff , Refer to Section V, for the per- 
formance check procedure. The performance check will 
determine whether or not the Instrument Is operating 
withiln the specifications listed in table M. Initial per- 
formance and accuracy of the instrument are certified as, 
stated on the Insld^ front cover of this manual. If the In- 
strument does not operate as specified, refer to the claims 
(paragraph In thi: wrton. , , 



2-6. PREPARATION FOR USE. 



2-7. Connect the Interconnecting cable (suppled with the 
sampler) between the interconnecting jack on the sampler 
end the front panel interconnecting jack on the Model 
t4t1A or ISItA. The sampler Is now ready for use. All 
necessary operating voltages are provided by the sampling 
' vertical amplifier. ' . 



2-8. CLAIMS. \ 

2-9; The warranty statemehtappllcable to this Instrument 
, is provided Inside the front cover of this manual. If physical 
da/nage Is found dr if the operation , is not as specified 



when the Instrument Is first received, notify the carrier and 
the nearest Hewlett-Packard SalesfService Office immedi- 
ately (see list In back of manual for addresses). The Sales/ 
Service Office will arrange for repair or replacement with- 
out waiting for settlement of the claim with the carrier. 

2-10. REPACKAGING FOR SHIPMENT. 



2-n. When shipping an instrument to a Hewlett-Packard 
Sales/Service Office for service or repair, attach a tag 
showing owner (with address), Instrument model number, 
full serial number of the Instrumcr : and description of the 
service or repair required. , 

2-12. Use the original carton and packaging material for 
shipping., If the original material is not available or re- 
useable, use the folldwing; 

a. A double-walled carton, refer to table 2-1 for test 
strength required. 

b. Heavy paper or sheets of cardboard to protect all 

instrument surfaces; use a nonabrastve material such as 
polyurethane or cushioned paper such as Kimpak around 
all projecting parts. ' 

c. At least 4 Inches of tightly-packed, industry-approv- 
ed, shock-absorbing material such as extra-frim poly- 
urethane foam. 

d. Heavy-duty shipping tape for securing outside of car- 
ton. ’ \ 

, T able 2-1 . Shipping Carton Test Strength 



II 

Gross Weight (lb) 


Carton T ost Strength (lb) ’ 


up to 10 


200 


lOto 30 


275 


30to120 


350 


120 to 140. 


500 


140 to 160 


600 
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SECTION III 
OPERATION 



3-1. INTRODUCTION. 

3-2. This Bcction includes operating considerations 
ond some general operating instructions, supplement- 
ing the information provided in cither the Model 
14UA or Model 1811 A Sampling Vertical Amplifier 
manuals. Refer to the appropriate sampling vertical 
amplifier manual for more specific operating instruc- 
tions. 









3-4. TYPE. 

3-6. The input/output connectors on the Model 1430C 
arc precision TypcN. Moting connectors ore available 
with many types of adapters. Refer to an appropriate 
catalog to determine availability of connector adapters 
for your specific requirements.! 

3-6. DESCRIPTION- 

3-lV Each input/output is a feedthrough-type con- 
nector with a characteristic impedance of 60 ohms. A 
signal applied to the input passes unattenuoted and 
practicjally undisturbed through the 60-ohm sampler 
block to the output. This 'permits the sampler to be 
connected in scries into a line under observation 
with a minimum of disturbance to the signal. 



CAUTION 



’ The connectors arc an integral part 
of the sampling block. Make no attempt 
to disassemble the connectors os 
! costly ' damage to the sampling block 
■* may result. i 

■■ 

3-B. OPERATING CONSIDERATIONS. ' 

3-9. CABLES. :■ ■ ' ' ^ , 

3-10. To minimize loss of risetime caused by high- 
frequency , losses in cables, use large diameter , 
cable,! such as RG214/U. Cable length must be 
kept to a minimum. Cable length becomes in- 
creasingly more important as the; risetime > of the . 
signal approaches the risetime limits of the sampler; t 
' even 1 foot of cable will noticeably degrade 
j^etime. All cable connections must be made se- 
curely. Loose fitting ^nneetdrs can ' cause un- 
’ desirable reflections and degrade the signal. If 



critical time comparisons are being made between 
two signals, use connecting cables of equal length. 

3-11. SIGNAL TERMINATION. 

>’M2. If the feedthrbugh feature of the sampler is not 
being used, the signal must be terminated with a 
60-ohm impedance. Failure to terminate the signal 
will result in reflections that make the display invalid. 

3-13. When the sampler out])' 4 t is used to trigger the 
time base, a 60-ohm feedthrbugh is recommended 
(figure 3-lA).This will assure that the sampler 
output is terminated into 60 ohnis. This setup can 
be used with any signal under 1 GHz. 

3-14. When the signal is split before being applied to 
the sampler input, a power divider must be used 
(figure 3-lB). Using this test setup, the sampler out- 
put must be terminated. If a 50-ohm Tee connector 
is used, the resulting source impedance of the two 
inputs will be 25 ohms each, resulting in an impedance 
mismatch to both the time base trigger input and the 
sampler input. 

' 'V 

’ 1 

3-16. If the signal is abovp 1 GHz, a countdown 
device such as the HP Model 1104 A/1 106B Trigger 
Countdown must be used' to reduce the frequency 
of the signal being applied to the time base (fig- 
ure 3-2). A low-pass I filter such, as the HP Model 
. 1 109B may be used to prevent signals generated 
by the. tunnel diode (mount from feeding into the 
signal channel. , 

3-16. USING MODEL 1430C WITH CW SIGNALS. 

3-17. When using the Model 1430C to observe cw 
signals above 12.4 GHz,; tht^ signal must be. applied 
to the [feedthrough samplers through the connector 
nearest the power cable. If the signal is applied to 
the other connector, the standing woves which are 
reflected from the discontinuity created by the low 
frequency pickoff resistor will create ripples in the 
frequency response characteristics of the Model 
14.'WC.‘ See figure 3-3. If the signal is applied to 
connector KI, the signal seen by the samplihg gate 
consists of only the incident signal plus any signal 
reflected from the device connected to connector 
#2 (figm-e 341B and C). If signal is applied to 
, connector #2, the signal seen by the sampling gate 
consists of the incident signal plus , the signal re- 







Model I-I.’IOC : 



fleeted from the low fre'qucncy pickoff resistor (fig- 
ure y-.’3B and D). 

3>18. CHANQINQ SAMPLERS. 

3-19. When the sampler is originally connected to 
' the sampling vertical amplifier or if the sampler/ 
samplingtvcrtlcal amplifier combination is changed, 
the front panel controls for risetime/sampling effi- 
and vertical sensitivity should be checked and read- 
justed if necessary. Refer to the appropriate sampling 
: . vertical amplifier operating and service manual fur 
procedures. ' ,, 

3-20. OPERATING PRECAUTIONS. 

3-21. MAXIMUM SAPf.,lNrbt| - 

3-22. Dynamic ronge of the sampler is *l volt, Signal' 
inputs exceeding this value will cause distortion of 
the displayed signal.' ! 

3-23. If the' system is to be used for TDR operation, 
discharge all lines and associated equipment piior to 
moking conn^tions. This vrill ’prevent damage to the 
i sampling diodes from static charges. 



CAUTION 



A voltage W0|I1 above, the maximum safe 
input is required h> damage both sam- 
pling diodes. When both sampling 
diodes in one channel arc damaged, re- 
pair chorges will bo assessed to the cus- 
tomer, lAregardless of the equipment 
whhranty period. , . ’ 



•3-24. Signal levels can be reduced to safe levels by 
using attenuators. ‘ HP offers a wide voriety of pre- 
cision ^ 60-ohm coaxial attenuators in both fixed and 
variable models. For information about attenuators 
for specific needs, refer to an HP catalog or consult 
an HP Salcs/Service Office^ ’ 

3-25. ROUGH HANDLING. 

' .'i. ” 

3-26. Th|^ extremely high frequency operation of the 
instrument is made possible by the diodes located 
within each sampling block. .The sampling block 
and diodes are factory assembled using the most 
advanced packaging methods possible. However, 
,the instrument should’be handled gently, avoiding all 
mechanical . shocks as much as possible. ' If a 
malfunction is suspected, make no attempt to dis- 
Bssenible the sampling blocks except as outlined in 
Section VIII of this manual. 



3-27. WIPE-BAND TDR. 

3-28. GENERAL. 

3-29. In the transmission of electrical information, 
fidelity is very important. The received information 
must resemble the transmitted information. The pro- 
pagating vehiefe may distort or delete some of the 
information. Once a distortion condition is found, 
the nature and location of the distortion must be 
determined before the problem can be corrected. 
There are many methods for determining that a pro- 
blem exists, but few which determine the locution and 
characteristics of the problem. 

3-30. Time-domoin reflectomelry (TDR) is u test 
method fur determining the location and nature of 
distortion causes. An incident pulse is transmitted 
into a system. When the incident pulse encounters 
a change of impedance in the line (discoiitin- 
uity), a certain portion of the pulse amplitude 
is reflected back to the source (echo). Energy 
reflected becomes an indication of ronsmlssion 
loss. The reflected energy is displcyed on nn oscillo- 
scope CRT plotted as a scries of voltages with 
respect to time or distance. 

3-.31. The widc-band sampling system may be used 
for TDR tests when connected as shown in figure 
3-4. The TDR system will detect discontinuities 
separated by less than 1 centimeter over the entire 
frequency range of Lhc sampling system. 



CAUTION 



Before making any connections to the 
system or line to be tested, discharge 
any static charge that may be present 
in the cable. 




y' 

SYNC ruLse 

OR 

PReTRICGER 
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OR LINE 
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Figure 3-4. ' TDR Connections 
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3-32. This charge occurs’ most often In cables over 
10 feet in Icn^h. .Failure to discharge the cable 
may result in costly damage to the sampling diodes 
ond/or the Model 1106B Tunnel Diode Mount. 



3^33. 



DISPLAY INTERPRETATION. 



3-34h. When the incident pulse reaches the end of 
an unterminated line (infinite impedance), the full 
amplitude of the incident pulse is reflected back, 
increasing the standing voltage at the source by the 
. it amplitude of the original pulse. Conversely, a short 
at the end of the line reflects back a drop to 0 
volt at the source. 

■ • . I 

3-35. V The initial reaction of an incident pulse to o 
capacitance in a line is as to a short. The cap- 
acity charges toward the level of the opplied in- 
cident pulse with an RC time constant. 

: 3436. The initial reaction of an incident pulse to an 
inductance is as to on open circuit. The re- 
octance decays to a short circuit with an LR 
time constant. 

> 3-37. A single cable fault often shows up as a small 
) positive or negative deflection on the trace. A, 
positive deflection moy ' be caused by either a 
short section of higher impedance line or a scries 
inductance. A negative deflection may bo caused by 
' a short section of line with lowered impedance 
or > a shunt capacitance. A pinched cable displays a 
, shunt capacitance since the outer conductor is closer 
' to I the center conductor. The value of an induc- 
V tunce or capacitance may be approximated by 
; measuring the peak amplitude of the deflection and 
width at the SO*)!) points and using this information 
in the applicable formulas described in the HP 
Application Notes for TDR testing. 

3-38. Hewlett-Packard Application Notes 62, 67^ 
76 and 163 provide complete formulas and operat- 
ing data for performing TDR te;sts. Application Notes 
j may be obtained > by contacting the nearest HP 

Salcs/Service Office, , 

.1 

3*39. RISETIME. ' 

^ 3-40. The risetime of the system! is very important 
' in detecting and resolving discontinuties. With a 
faster system risetime, the frequency spectrum is 
increased and smaller discontinuities can be detect- 
ed and resolved. Frequency (risetime) is lost each 
time an incident pulse encounters a discontinuity 
and reflects. Prior to use, system risetime should 
be checked and optimized. 

3-41.V REFLECTION COEFFICIENT (p). 

3-42. Reflection coefficient (p) is a term used to 
describe ' the^ quality^ of a system tested u^ing 
TDR. The p of a system is described by the 
formula: 



Operation 



Where: E>^ 






Er = 



The input voltage of the in- 
cident pulse. ; 
the reflected voltage. 



3-43. For a system with an incident pulse of 1 
volt and a single discontinuity producing a reflec- 
tion of’0.1 volt, the p would be 0,1. Transmission 
lines normally do not have single, lorge discon- 
tinuities, but have a scries of small discontinuities. 
While a single, small discontinuity causes very little 
distortion, a scries of small discontinuities reflecting 
back and forth during a transmission period will 
seriously degrade transmitted information, 

3-44. Overlays are available from Hewlett-Packard 
to directly indicate values of p for several sensitiv- 
ics on a CRT display > A slide-rule calculator (HP 
Time Domain Reflectoineter) may be used to quickly 
calculate values of p for any displayed reflection. 
Contact the nearest Hewlett-Packard Sales/Scrvicc 
Office to obtain either overlays or the calculator. 

3-45. ' OPERATING PROCEDURE. 

3-46. To use, the sampling system in TDR opera 
tions, set the sampling time base to a free- 
running condition. The sync pulse (or pretrigger ou^ 
put) is ,uBcd to trigger the incident pulse gen- 
erator, Sec figure 3-4. Display the pulse generator 
output as a step waveform. 

3-47. To obtain maximum accuracy for any display, 
use maximum dot density and photograph a trace 
at a slow scan speed. 

3-48. Calculate the reflection coefficient p of the 
‘ system under test by using the following formula: 



Where: 



= E^/E- 



= the input voltage of the in- 

I » 

cident pulse. 

= the reflected voltoge. 



11-49. To determine horizontal sensitivity in feet per 
division on the display, use the setting of the 
TIME/DI V switch in the following formula: 

' , ft/div ;= (TIME/DIV l 1 

Where: K = dielectric constant for the trans- 
' roissiori line under, test. 

3-60, For a polyethylene line, K = 2.3 or TIME/ 
DIV multiplied by 0.33 ft/ns. For an air line, 
K = l.O or TIME/DIV multiplied by 0.6 ft/ns. 
Example: if TIME/DIV were set to 60 n3EC and 
a polyethylene line tested, each division on the 
CRT would represent 16.6 feet along the line. 
’If the sweep were expanded by a factor of 
XlOO, each division would represent 0.165 feet. 
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SECTION IV ih \ 

PRINCIPLES OF OPERATION 



V 4 - 1 . ' Introduction. , time to'chnrKO lo'about B% ofithe actual signal] 

? ; I ^ 1 ^ ^ - I amplitude This voltage Is sent Ud an emitter 

, '.K section includes circuit theory’ for the > follower stage, ampllfi^^, ai[d thep coupled 

Model ' 14300 , Circuit onalyBls 'will first bd ex- ‘ another emitter tbllowcr, I IRouted I to the sampling; 



hi'. r i; ■ 



,v^ '’i ' 
- 

•j 

i 



Model 'W 30 C, Circuit onalysis i will first b 6 ex- ‘ another emitter 



to the sampling ; 



plained on a block diagram basis, folloWcd by clr- vertical 'anipj|ncr, it Js fur|'!|ier amiiliilcd to /=- 

cuit details. 'Basic sampling theory as well as ' , drive ' the ,vor’tlcdl deflcbllon plates ijf ■ Ihc i CRT, ^ 
detailed theory of the vertical dmpliiier Is desdrlbed ' Signal feedback fronl the sampling vortical 

•mpler lito ' 



I ! f , in. both the Model 1411 A and Model l 8 llA, sam- "v as used by the sai. _ . ^ 

pling vertical ' amplifier operatih^ and service . capacltiincc ^to lOQ'/v df the sampled I signaP am- 
■ ' ' V mnnupls.'It is recommended that thcec explanations plitudol pridr'i'b toklng tbe: next pample. Because 

, Iv; • be eludied fire^^ , , ' of Ihisil^eedbijiqk, the sampler exlrncts energy from 

: i i ^ the sigiibrunder tcst billy whcti i the slgiial lievc', > 

' ' 4 - 3 . 'OVERALL description. ' ' i ,changes'from'orib sample to the next.' ; < 

v i' ^v v 4 - 4 . Figure 4-1 shows an overall block diagram ' ! 4 -d. T|ilt pulse generator and bias circuit, provides a^ ^ 

V of the somple^ It consists of two samnlingi hbbds, i ' ,l rbve|rsc-ljio 8 voltage to keep the', sampling heads ' 

, . ' : four stages of, cmitterl followers, ' two differpijitiali\i biased off, U^bn receipt of the sampling command , > 

' ' ' ' amplifiers, ;and a , pulse generator thot is coi^mon trigger,*! the pulse (generator produces’ a pulae to ! 

j ' iii to both, Adnd'B channels. 'y u) i'lil (jtj^'Vard bias the .sompllng' heads, permitting the 

, / ■' , incoming signal omplltudo to be satopled,;; ' 

Vs'\0;'''i:‘;V4-6.;"Thc'purpo8e of tho^sampling head is totpick- v ' i 

nff ,' rti-i'aniTittlo i till, nmntttiwln nf '.'llif* BSirnni iSinrtor ' ^ ( 1 - 7 . CIRCUiT DETAILS. 



charge the sampler > v ' ' 



v' v^' ' it, off ' ori^smn . 4 - 7 . CIRCUIT DETAILS. , 

■ (if tesL.Vablt‘g‘ , given; ' timj^/- rind appl^ voltage ■),;! ' ’'V /IT ' ; v . ~ i' 

^ :i| - ,L 9 , a capariitoL actual sampling^ / 'l-p. The following detailed theory is referenced to 

- : ’’ ’''’ period, is, 'so \brief that', toe only ihasl/ tbe schematic located in Section VIIL' The sbhomatic 
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4-9. PULSE GENERATOR. 

”■ ; I . I‘> :''i ' ' , ■ >:/■ 

! 1 . . 

>1-10> signal Input to the pulse generator' circuitry 
Is the sampling command trigger. This pulse or- 
^ , Igini^tcs in the sampling time 'base circuitry, Sent ; 
to the sampling vertical umplificr, It is amplified , 
and shaped ' before being applied to the sampler. 



4-ll,';Thc sampling trigger, a |)osltlvc' pulse, is 
ac coupled to the base of saturating switch Q103, 
Q103 is normally off. IVhen the pulse is applied, 
the transistor saturates. The negative-going collector 
Mgnnl is transformer coupled through TlOl to the 
step^recovery diodes! , 



'ii 



4-12. Step-recovery diodes CR112, CIU13 and 
CRIH arc normally forward biased and conducting. 
When the negative pulse ^rom 'TlOl Is applied 
to the onode of CRlH, reverse current flows In 
the diode. The reverse current is supplied by the 
' I carriers stored during forward bios conditions. The 
' diode dues not stop conducting immediately and the 
yoltogc across It rcmalt^s low as reverse current 
flows. When the carriers at the Junction arc dc- 
I pletcd, the diode suddenly stops conducting. 



; , Model M30G 

' capacitors 0105 and 0106 toward the Input slgn-d ^ 
level. After the sampling pu! ics ceose, the rllodts 
1 arc again reverse blosed ond the gate closes, The , 
charge stored on'(Ot05 and 0 100, Is felt i on the 
base of emitter follower QIOIB. 

4-17. If the' signal level changes, feedback from the 
sampling vertical amplifier will cause the sampling 
diode bias level to shift correspondingly (fig- 
ure 4-2). Since the bios voltages shift to keep the 
sampler output voltage centered between theni, un 
input signal will turn tin one of the diodes if 
the signal varies more than volt from the 
voltage level of the sampling capacitor. This factor 
limits the dynamic range of the sampler to il volt. 




Figure 4-2. Shift in Signal Level 



4-13. When OR114 utbps conducting, the negative 
' voltage generated dt Its anode, coupled through is- 
. olati on V diodes ORIIO and ORlli, reverse biases ' 
OR113. When the carriers: at the Junction of OR113 
arc depleted, it turn off even faster than OR114. 
The same oction then occurs with CR112 and it 
turns off even faster than ,0R113. This results 
in a very fasbrising negative pulse being applied 
to the 60-ohm transmission line. . 

■ . . / -■ ‘ ■ 

• V ' ' ■■j . ' . 

4-14. One side of the pulse generator output is ^ 
grounded while the other side contoins the negativ c- 
' going pulse. The ncgativP:going pulse is coupled 
differentially ^rough 0106 to sampling diode 
I CR1Q5, and through 0106 to sampling diode OR 106. 
This causes both OR106 and OR106 to become 
jiforword biased, and permits sampling to occurs ' 

4-16. SAMPLING ASSEMBLY. 

; 1 , 
i' ‘ ■ : ' ' ' 

4-16. ' ThL' bias network applies’ opproximately 1,6 
‘ volts of ireverse , bios' to sampling diodes OR105 
and OR106, keeping them nonconducting. The bias 
,, centering adjustihent, R122, allows this bias to be 
set equally for bpth diodes.' Pulses from the pulse 
generator overcome this reverse bias and open the 
. gate. The input signal then starts to chorge sampling 



4-18. The overall sampling efficiency of thesampling 
vertical amplificr/sampicr combination depends upon 
three factors; the RO time constant of the sampling 
capacitance , sign at source, and sampling diode im- 
pedance; the length of time the sampling gate 
is opened; and the loop gain of the sampler/ 
vertical amplifier combination. The signal source 
impedance and RO time constant arc fixed. Sampling 
efficiency can be adjusted, however, with Model 
141IA RESPONSE and SMOOTHING controls or 
Model 1811 A RESPONSE and TR ADJUST controls. 

4-19. Adjusting the Model 141 lA SMOOTHING con- 
trol or Model ISllA RESPONSE control changes 
the loop gain of the sampler/ verticol amplifier com- 
bination. This adjustment is set for an overall 
dumpling efficiency of 100% (optimum response), 
ftefer to the appropriate operating and service 
manual for adjustment procedure (Section III), 
Unde): normal circumstances, once this adjustment 
is made f(^r a particular samplcr/vcrtical amplificri, 
combination; it should not require readjustment. 

' I ('I \ ' ' ' 

4-20. Adjustlng 'thu Model 1411A RESPONSE con- 
trol or Model 1811ATR Adjust changes theamount 
of bias applied to the ^sjimpJing diodes (figure 
4-3). This changes the sampling time. Decreasing 






Model H.'J0C 

I . 

immptinK’ lime Increases bandwidth (improving 
' risetime). Increasing sampllnR time slows rlsotimebut 
dvcreoscs' noise. Complete Instructions for making 
these adjustments are also provided In Section III 
ofthenpproprlntcsampllng vertical amplifier manual. 
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' ' Principles of Opernlion 

4-21. PREAMPLIFIER. '' 

>1‘22. The emitter output of QlOlB Is coupled to 
UlOl. I^w frequency signals are also coupled from 
the sampling head, through R105, to the base of 
QlOlA. The output of QlOlA Is olso coupled to 
UlOl. UlOl Is nn amplifier with a differential 
Input and a single-ended output. The differential 
Input provides high common-mode rejection to 
signal tenkoge through the sampling diodes^ thereby 
minimizing low frequency distortion. The single- 
ended output of UlOl is directly coupled tx) emitter 
follower Q 102. The emitter output of Q102 is then 
routed through the Interconnecting cable to the som- 
pllng vertical amplifier. Gain of the sompling 
preamplifier Is approximately HO. 
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’ . .Instnirrjoni 



Type 



r Fast’rise 1, 

' Pulse Genorotor . ' 



Pulse Generator 



Variable :. - 
Attenuator 

' , -■■ V ■ 



Vi, 

■'i''l 

'v 



, 60-ohm V ' 

Power Divider 

■ ■ " 

Monitor ' 
O^llloscope 



Signal Generator 



Four 24 in. to 36 in. 
BNC cables 



Two BNC to male, 
.'type N adapters : 

■ '\y:; 

' ' ■ ' ' .-1 ' 
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Model 
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Hi> Models! 
1106A+ 11068 '; 

' ’ '1 • . ! I . • . ' 

I'S.."' > ' ■ 

ijp Modeii222A> 



HP Model 
I65D 



f 



{General 

Radio 

HP Models \ 
180C 

1801A V' 

,182bC I, / ' 

\ ■ 

HP Model 608Ei \ 
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','. 1 ,;' ,^V‘', RequtrBd;.n\ 

'Characteristic's'' A ' : 

I: .1.' . . r ■ , ■ I ■ I I ' ■ I ■ • • 



’“.i . > 

I' ^1 



' ‘Rlsetlme<20psi'‘.7 , ■ i''y 

fjipsuBSTltuxE f,’ ;;.7, ■/ ;• 'V 

'ill'' •' , ' ' 1 

. .V I :V . ^ I 

' ! ibokHz' : '' -.yv,'; '' !■,' 

6 volts Into 60 ohms ; i “i ' ' 
Trigger output , 

Varlebie pulse delay , ; 

, Positive' and negative polarity 

Up to 60dB In , 'k 
10 dB stops ' 



Maintains 60-ohms at 
each output 

, . 7 / , 

50:MHz Bandwidth 

, V.' 

460MHz-' i' .; 

I 140mV RMS' , , 

. I . .V p ' ■ 



! ■ -I.. 

I > . 






Required y^:!‘ 
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Performance Chocks 
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Per folmapce Cj^ecks 
and Adjustments 






Performance Checks 



Performance Ch^ki 



7 1 



I 



Adjustments 



Adjustments 



Performance Checks 
and Adjustments 



Performance Checks 
and Adjustments i 



,1 



r' j 



7 roo-A*rt 



''ll 






Model Idaoq " 



■ \' ■..' 

h V. I 






I 



) ».. r. 

■ (•. 






perform n nee Checlt 






■'I- 



SECTION V 



RSI : ■ 

if!!;: V.. 

'l#,^ Vr ' : .;,, ,;, ■ , 

5» 1. INTRObUCflON. ; | / jV', ' ’ l^nBo,! ,osc[|loBcopl>, ,tind^Qll|teHt equipment sliould be 

' TTTTTT’i ■ h; ' i' i ' cultbrqtcd and upc^alrngVpropcrly before proceeding 



l\l:''>ii:j . . Vil^vh-rivl:^''. ',’v^^^ n H . [ \ cullbriited and. ope^fllrnB.Vnroperly before proceeding 

6-2V’!ThUl,Bcctlop conlninjij^ 1 1 . with the performance' chccke.\,and adiustmente. 

foV l'chec|nn)j/.'iHo i.lhatmmcnt iHpecIficatlona uB'ii’ '‘‘' ' "l i , ' ' . 'V '.y-i, '' i' .' '* 

given Intftoblc!/ l-l t k The'!' ,S-9, RISETIME, AND OVERSHOOT , 'n, 



Tnene 

iggc8tioh8j,l'n, 

^ nvi Bpectipchdoh'^^^^ ^^ (perT’ | .' ps (less th|in 28 p8 obBcrvcd with' Model I lOSA' and 

formalize; checW rt^k) ' Is J i^vldi^^^ the end I106B Fast-rlBe Pute'e Gcheratol* and ModcI OOBA Qp' 



perforihd|hi;c^ .jproi(jpdurc1(/,(Hvc»N . 

t. I shootiW'Bjjgacstlonsy'n, ejaBaiihe mBtrumchti|fnl)B I 
' h' to . mS «:epett(ichdon^^ --- '' 



\ , ; \i| ii '| 1 : | ''‘ '- ■ ^ ^ ' I t I 

6-10, ' SPEOltFIGATIOM. mHctImo: u'pk^xlmately 20 
ps (less thiih 28 p8 obBcrvcd wIth' Model llOSA and 



of the! i^jorlormance Iphpcfe'll fiiir; ’ ;t?dn;|,Ol2 SO-ohnilioiid). Overshoot: 

measpret^iehls I o^taliled/ ^n 1' the ;'firk ^^r^ ' . ‘ Uijlrig Model. llOfjAinhd U06H, ' ' 

of . the ' proccjdure. .This; ' |^ecot|d^^^^ ' ' ll ' ' ‘ ' " ' ' ■ ■ ■’ 

to compare I robnsurernenta takepi.pt (la^‘r',y^ >■' 

with thb i original. 'The .procedures I for, making 

'll ' _i'j? •' M It— J/- 



less than, 7.6% 

V i' ! ' . I 



'] ’ 6-llr pESpRIPTION. Both risoUrho and over!bhor|t ’ t , 
i i|' /idre checkra, using Model ll05>^ll0(iB Fast-tiee '' 






'7/ 



’,1:; 



nil Internal adjustments ' are I'coyered ^inll■partt• 1 chec 

grophs V 6-34 '' through 6-19. r ' A' , photiWroph . , j i /Pulee Ge; , , ■ 

showing the locations of all InWrhal adjustment ' iModoliidlOSA is/^sldviid /to the ffree*r^^ 
controls Is presented In figure 8-6,! ! ' , ' V V rate (of thortim'e base, synei pulse or keirlgger. 



i:-;. 

iv':'. 

I 'Av 



7i 



■/'' ;V 

5- 3. TEST; EQUIPMENT. ? '' 

■■■ V' , :-./r . /' '■*' , 

6- 4. Test' equipment requl^^^ . procedures , in 
Ihls section,: , Is" listed' Irt tablb i 6*1. ..'Test , 
ciiuiprn'cht /' I Equivalent to that ' recommended ./' 

, may / be I' stibstituted, provided It meets the / 
required ' .characteristics listed in the tab|e. For ' 
best I y results, 'use recently calibrated test ‘ 
equipment. ^ ; A 

j " . " '■ '■ ' I * 

5- 5. performan<!;e check. 

’ ^ ' -I ■ , . ' ■.. . ■ ■ ' 

6- 6.\ The - following subparagraphs describe proce-^ ‘ 
durea to' determine whether or not the'^ 
instmment is operating within the siiccifications 
of': table l-l. This ch 9 ck' can be used as > 
part of an incoming inspection, as a periodic 
operational test, or to check calibration after 

[ , repairs or V a^'ustments (have been made. 

Any one of the /following checks can be made 
separately, if desired. . . ^ 

6-7. The first time the performance check is ipadc, 
enter the results on the performance' check 
record at the end of the procedure. Remove the 
record from the manual and file ' it for future 
reference. Be sure' to ihclude the instrument serial 
number oh i, the record .for identification. . 

' . , ' . ji! 

. : ,6;8. Install the sampling vertical amplifier and time 

II : , 'base into ^e oscilloscope, connect the Model 1430C 

to the sampling vertical amplifier, turn power on. and 
, allow at least 10 minutes for warm-up. The time 



. flJSt-l 

Generator iwlth aifrisctime of less than,, 20 ps.’ i , 
il05A is/jsldviid /to the ffree-^^^ 'in '!' 



6-12. ^(^iPMEN;r.The tollpvri^^^ r^ 'j 



1 ! 

qidred: i;; jy ) 

■" /V*''' rf ■ -r : 

a. Model 1105A 'and 1106B Fast-rise/ Pulse ,i 

Generator. ... ■ J- ' . ; V ' 

^ i ' I ^ . , ■ • 



I 

/ 



i b. BNC cable. 24 In.' to 86 in. 

'! ■ ,' ,l 

, - e. odopter. BNC to male type N. 



■■ rl. 

Jl-'fi/. , 



^’l 



, 6-13. PROCEDURE. To check ^risctinic iand over- 
shoot, proceed as follows; ^ ' 

o. Connect Model 1105 A/ II 06B „ Fusbrlsc 

Pulse Generator to channel A input os'shown in, 
figure 6-1. ' i 

' . ' ■ 1 ' / I 

b. Set time base controls for free-running trace. 



SYNC WLSe • 
OR 

;,pneTRiccER 






llOSA 






IIOSB r 1 , ' 



h, . 

□ TERMINATION 



I 4 J 0 C-A-S 



Figure 6-1. Risetime Test Setup 
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Performance Check V , ' ' 

I . ? . , • ■ ’ 

' ■ I ■ 

c. Set HampHng vertical amplifier conlrola ' 

OB followa; ■ ' ^ 

'1 

'NORMAL/FILTERED or NORM/SMOOTHED 
switch FILTERED or SMOOTHED 

display selector. A 

d. Adjust Model I I06A SENSITIVITY, to obtain 
pulse output from Model HOOD. 

c, Adjust channel A vertical sensitivity and 
vernier to obtain full scrcM vertical deficctlon. 

f. ' Set sweep time apd sweep time magnifier 
to measure rlsetlmc, RIsetimo is measured between 
10% and WiD points on waveform. Observed rlsellme 
should be less than 28 ps. * 

g. Observe overshoot. It should be less than 
7.6%. 

" . ■ I 

h. Set display selector to B. 

l 

- I ■ 

I. Repeat steps a through g for channel B. 

* ■ ' ■ .1 1 ' ■ * ■ 

j. If riseti mo ‘and/or overshoot specifications 

cannotybe met, refer to (1) 'adjustment procedure ^ 
for Bias Centering and Diode Bias Adj., ond 
(2) riseti me adjustment procedure of sampling 
vertlcol amplifier manual. . ; j i * 

■ ■ ■ I. . -I , 

I .1 

5- 14. DYNAf^lC RANGE. ' , , : 

' I- ' " ' ^ ^ 

6- 16. SPECIFICATION. Dynamic, range should be 
greater than |l volt , ' ' i ‘ 

6-16. DESCRIPTION. A pulse generator with a '> 
voriabic output amplitude and polarity, ts 
connected to ^ ’tiic ' sampler. , Amplitude '< Js . 
increased to 4^1 volt. Signal must not break up 
) (extreme distortion). " 

' ' ! * ' ' ■ ■ ' ■ 

^17. EQUIPMENT. The follo^ng equipment is re- 
quired: ^ 

a. pulse generator. , 

b. two BNC cables. 24 in. to 36 in. 

c. odapter. BNC to male type N. 

6-18. PROCEDURE. To check dynamic range, pro- 
ceed as follows: ' 

' 3 . ■ ‘ ^ 

a. Connect equipment os sho\yn in figure 5-2. 

b. Set pulse generator controls , to obtain 
positive 2 (o fi-usec wide pulse, approximately 
0.6 volt umplitude at approximately 60 kHz. 

c. Set, time base for stable external triggering, 
displaying one- or two pulses. 



"'' 6-2 

. • -.1 >■ 




Model L430C 




) Figure 6-2. Dynamic Range Test Setup 



<d. Set sampling vertical amplifier controls as fol- 
lows: ' ' 

;l,f ^ r, 

display selector A 

vertical sensitivity . .i! 200 mV/div 

NORMAL/FILTERED or 'NORM/SMOOTHBD 
, NORMAL or NORM 

c. Slowly increase pulse generator amplitudeV 
Amplitude should reach ^^1 volt without any 
signal distortion or break' lip.'' 

j-rrVvvvYv 

, / CAUTION*: ' 

DO NOT EXCEED I yOLT. 

f. Change polarity of pulse generator from ^ to — 
and Repeat steps b through c. 

g. Change display selector to channel B. 

h. Repeat steps a through f for channel B. 

1. If dynamic range specification is not met. 
check Diode Bias adjustments. Check C120 and: 
C121 and sampling diodes. If these all check good, 
then trouble is most Hkciy to be in sampling 
vertical amplifier. 

5*19. LOW FREQUENCY DISTORTION. 

6-20. SPECIFICATION, I/)w firequency distortion 
shall be less than tO'%. , ' 

5- 21, DESCRIPTION, A pulse generator signal 
is observed for corner roUnding and pulse 
top flatness. 

6- 22. EQUIPMENT. The following equipment is 
r^uired: 

a. pulse generator. 

1 . ' 

b, two BNC cables. 24 in. to 36 in. 






Model H30C 



',1 



Purfornmticc Olicck 



r .• 



c, odapter, BNC to male type N. 

6-23, PROOEDURE, To check tow frequency dla* 
torlton, proceed ub follows: 

f 

» . ■ , I • 

I a> Connect equipment 'us, shown in ' figure 

6 - 2 . ' ‘ 

' b, Set pulse generator controls to obtain 
pulse approximately 5-usec wide, 0.26>volt 
' plitudo at approximately 60 kHx, 

c. Set ' time base controls for stable external 
triggering. 

d. Set time base sweep time to display one or 
two pulses. 

c. Set sampling vertical umplificr controls as 
follows: I 

: , disploy selector A 

vertical sensitivity .............................. 

......... .to display 6 or 0 divisions of dcflcctton 

f. Observed waveform shouU have flat top 
with not ‘more than *6% rounding at pulse 
comers. Disregard leading cilge overshoot which 
may os be much os 7.6%. 



I 



ig. Set display selector to B. ’/ 

h. Repeat ste^s a through f for channel B. 

’ :■ 1 

i. If low frequency distortion Is not within 
specification, check Low Frequency Distortion ' 
Adj. C107 and C108 , or C307 and C308. 

■ t 

5>24. TANGENTIAL NOISE. 

K. 

6-26. SPECIFICATION. Noise shall be less than 
10 mV unnltcred or unsmoothed and less than 
2.6 mV FILTERED or SMOCffHED. 

6-26. DESCRIPTION. A pulse generator output is 
connected to the sampler through 60 dB of 
attenuation. Time/ base is free-running , so that 
display Is incoherenL Output amplitude is 
adjusted so that the two lines (representing top and 
bottom of pqisc) Just begin to converge into 
otie line. Attenuation is decreased to 30 dB. 
Signol amplitude is measured and tangential noise 
is 10% of this value. : ' 

: \ /’■ ( 

6-27. EQUIPMENT. The following equipment is 
required: . 

o. pulse generator. ; ' ■ 

b. two BNC cables, 24 In. to 36 in. 

c. adapter, BNC to mate type N. 



'I d. variobic ottenuator. ' 

I 6-28. PROCEDURE. To check noise, proceed as 
follows: 1 ' 

f 

! ' a. Check both vertical channels to ensure that 
sampling efficiency and risetime arc set 
properly. Refer to sampling vertical amplifier, 
rpanuat for procedures. ■ , 

b. Connect equipment as shown in figure 6-3. 



□ 






rUL»e OtStWATOR 



O OUTPOTfl 



VARIABLE 

attenuator-T_.J 



Boa ' 

TERMINATION - 



sampler 



] 
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I4l0e-A-A 



Figure 6-3. Noise Teal Setup 

c. Set variable attenuator to 60 dB. 

d. Set pulse generator controls to obtain 
6<volt square wave (60*% duty cycle) at approximately 
10 kHz. 

e. Set time base for ’ free-running trace at 

10 ns/div. ^ , 

. i 

• j 1 

f. Set sampling vertical 'amplirter controls as fol- 
lows: 

’ display selector A 

NORMAL/FILTERED or ,N0RM/SM001’HED 

, NORMAL or NORM 

vertical sensitivity ....... f 10 mV 

I ■ J i 

g. Adjust SCAN DENSITY for Incoherent 
display with minimum flicker. Display should 
consists of two lines, approximately 1 div apart. 
If display consists' of square wave moving 
oq'toss CRT os shown in figure 5-4 part b, 
readjust SCAN DENSITY to obtain display as 
shown in figure 5-4, port 0 . 

h. Decrease pulse generator amplitude until 
dark band is Just visible , between two lines 
(two lines Just converge into one). See 
figure 6-4 parts c, d, and c. 

i. Change variable attopuutor to 30 dB. 

J. Measure voltage difference between two lines 
on display. Unsmoothed (unflitcred) noise is 






Perform unco Clieck 



ModeU'tliOC. 




. 109?) of this value uml should be less than 
''' \ ' 10 mV,. ' , I ' t ' 

' k. Change , NORMAL/FILTERED or NORM/ 
SMOOl’HED control to FILTERED or SMOOTHED. 

h Repeat steps d thru j., Tangential noise i 
‘ should now bo loss than 2.6:mV. 

m/ Set display selector to B, , 

n. Repeat I steps a through L> for channel B. 

o. ; If noise is not within specification, first 
check spmpling efficiency and risetime adjustment' 
on sumViling vertical ampliHcr. If these adj are 

J' set properly, .then check' sampling diodes for 
‘ faulty channel. ' , ^ 

6-29. TIME blFFEI^ENCE BEtWeEN CHANNELS. 

, / 6*30. SPECIFICATION. Time difference between 

> channbls shall be less than 5 ps. \ 

Ml. DESCRIPTION. A pulse Is applied to both 
channels, through a power divider and equal 
length cables. Time difference between leading 
edges is measured. : ^ 

M2. : EQUIPMENT. The following 'equipment is re- 
quired; , '■ 

a. pulse generotor. ' ' 

' b. four BNC cables (two must be equal 
. length). . , , 

' c. two adapters, BNC to male type N. 

M3. PROCEDURES. To check time difference 
between channels, proceed as follows; 

a. ' Connect equipment Ds shown on figure 6-6, 

b. Adjust pulse generator to pbtain 0,6-volt 
pulse nt approximately 100 kHz. 



c. I Set sampling vertical amplifier controls, 
' ns follows: 

display selector ALT or A & B 

vertical sensitivity 6 to (I div of deflection 

cl. Adjust time ^ base controls for stable 
external triggering.’ 

e. Adjust vertical amplifier POSITION controls 
so that two truces are exactly centered on CRT. 

I 1 ' ^ 

f. Expand time/div and 'measure time difference 
between pulses. Time difference should be less 
than 5 ps. 

■' ^ ; 

g. If time difference between channels is not 
within specification, first make certain that two 
signal input cables to sampler arc exactly same 
length. If so, then trouble is most likely in 
sampling vertical amplifier channel switching 
urea. 




Figure B-6, Time Difference Test Setup 
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PERFORMANCE CHECK RECORD 
Model 1430C 

Imtniment Serial Number _______ 



Date. 






i ■ J 
) ' 



Check 



Specification 



Measured 






RISETIME AND OVERSHOOT 



Channel A 



■I F 



iRIsetlme 
Overshoot 

Channel B 

Rlsetlme 

Overshoot 



J 



<28 ps ' 
<7.6% 



<28 ps 
<7.6% 



— I 



DYNAMIC RANGE 
Channel A 

Channel B 



<+lV> 

<-lV 

. <+1V 
<-1V 



X I 

i'; I. 
: 'i . 



I 

I 

I 



^1 



! I 



-! 



LOW FREQUENCY DISTORTION 

t . ' ■ ' ' ' * ■. f 

Channel A 

. I ’ 1 '■ ; . ’,1 

, ‘ Channel, B ' ' , , 



± 6 % 

± 6 % 



<V' 



■ TANGENTIAL NOISE 

‘ , 1 

ChenrtelA 



.. ‘J. 



, Unsmoothed 
' lUnflltered) 

Smoothed 
(Filtefed) 

Channel B 

.1 ■ 

• I 

Unsmoothed 
/lUnflltered) 

, 'i' . 

' ' Smoothed 

' ' IFIItored) 

'' I 'I - 

TIME DIFFERENCE BETWEEN CHANNELS 



' - > 
■ J 



I I ' I 



I : V . f . . 



'I M I 






<10 mV 

' r 

<2.6 mV 

<10rnV 
<2.6 mV 

<6ps 



5-4 a/b 
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5»34. ADJUSTMENTS. 

R*36. The following paragraphs describe procedures 
to collbrnte the Instrument so that It, will perform 
' ds epcciHed In table ' l*h Use a nonmctalic 
screwdriver and recently callbratedi test equipment 
with characteristics ast specified in table 5-L 
Refer to figure 845 for adjustment locations. 
After adjustments mt» complete for the sampler/ 
vertical amplifier, check, instrument performance by 
doing the performance chocks ) at the beginning 
of this section. 

5- 86. Note that there are two adjustment procedures 
for the Bias Centering and Diode Bias Adj. 
One applies to the Models 181IA/1430C com* 
binotion and the other applies to the Models 
141 1A/1430C combination, The Low I’Yegucncy 

I Distortion Adjustments apply to either combination 
of instruments. > 

I 

6- 37* BIAS bENTERINQ AND DIODE BIAS ADJ 
(MODELS 1811 A/1430C). 

6-88. DESCRIPTION, The sampled envelope is 
monitored with im oscilloscope and the step- 
rcCovery diode biases are optimized for maximum 
envelope amplitude. The Bias Centering Adj, 
is made at the same time to keep the back-bias 
applied equally to both sampling diodes. 

I ' 1 

6-39 , ' EQUIPMENT. The following equipment is 
required: , > 

a. monitor oscilloscope. \ 

b. pulse generator, i 

c. signal generator. 

d. two BNC cables, , 24 in. to 36 in. 

e. adapter, BNC to male type N. 

6-40. PROCEDURE, To make the adjustments, pro- 
ceed as follows; 

a. Set Model 1811 A cxintrols as follows;, 

RESPONSE , 1/3 from full cw 

TR ADJUST 1/3 from full cw 

both MV/DIV 200 

LEVEL ............. i ... .u ,. i2 o'clock (free-run) 

SCAN SWEEP 

: . NORMAl/FILTERED. NORMAL 

TIME/DlV ,.,6nSEC 

' ' ' , ' ' 

b. Connect signal generator output to channel 
A input. 

c. Terminate output into 50 ohms. , 

d. Set signal generator * controls for cw 
output of approximately 140 mV RMS at 
approximately 450 MHz. 

e. Locate junction Of R128 and R129 and short 
junction to ground.' Refer to' figure 8-7 for 
location. , 



f, Connect PRETRIG OUTPUT to monitor 
oscilloscope external trigger input, 

: . ' I 

\ 

g. Using monitor oscilloscope, observe waveform 
at emitter of Q120. ,, Waveform should look like one of 
three waveforms shown in figure 6-6, 




Figure 6-6. Bias Centering Waveforms 

J 1 ■ 

h. Adjust Bias Centering Adj R122 fully ccw 
' to fully cw to be sure that all three waveforms con be 
obtained. Then adjust R122 for display most similor to 
waveform 2. 

i. Adjust 1st Bias Adj R163 for maximum p-p 
VO I togc on waveform. 

j. Adjust 2nd Bias Adj R148 for maximum p-p 
; voltage on waveform. Readjust Bias Centering R122 

as necessary to maintain display similar to waveform 



k. Adjust 3rd Bias Adj R147 for maximum p-p 
voltage on waveform. ' 



If proper waveforms cannot be obtained, 
refer to procedure for' checking sampler 
' diodes in Section VIII, , ' 

l. Disconnect all equipment. 

j , 

m. Rotate Model 1811 A channel A vertical 

POSITION from one extreme to other and adjust 
R122 so that baseline travels equally up and down 
from center screen.' i 

' n. , Change Model 1811 A MODE selector to B. 

o. Adjust Channel B vertical POSITION and 
adjust R322 so thot free-running trace (terminated 
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Adjustments 

. I ' ; ■ ' i • • * I 

j '■ ■ '* -1 . ' ' 1 : ^ 

tnto 60 ohms) travels tonally up and down from center 
screen. ; , ’ ’ ‘ 

p. Connect pulse generator to channel B Input 
, (figure 6*2), 

q. Adjust pulse generator for pulse 2 to 5-usee 
wide, 0.6V amplitude ,at opprqximately 100 kHz. 

' ■ ■ V ' ^ ^ ' 

r. Adjust pulse generator Pulse Delay so that 
display consists of baseline and change In signal level 
08 display disappears on right side of CRT. 

) B, Set Model 1811 A SCAN DENSITY foriminlmum 
dot-density. ' ' t 

t Set Model 1811 A channel B RESPONSE; 
adj to full cw position. ' , 

u. Rotate Model 181 1 A channel B,TR ADJUST 
slowly ccw and observe that sompllng efficiency 
decreases to less than 100% (refer to Section III of 

sampling vertical amplifier manual). 

' ! 

I , . ■ • 

V. If less than 100% sampling efficiency cannot be 
obtained (even with TR ADJUST set fully ccw), 
readjust , 2nd Bias Adj RH8 and 3rd Bias 
Adj ' R147 until less than 100% sampling 
efficiency can be obtained. Adjust fbr approximately 
60% ‘ to 70% sampling , efficiency with TR 
ADJUST set fully ccw. 

- 'A ' ^ , . ■> 

w. Reset channel B RESPONSE and TR 
ADJUST to originol positions. ' 

X. Change MODE 'selector toA. . 

' ■ ; ^ ■ 

' y. Disconnect pulse generator from channel B and 

con neci to channel '.> ' 

z, Using Model 1811A channel A TR ADJUST and 
RESPONSE adjustments, repeat steps a through 
w for channel A. R147 and R1^8 must be adjusted for 
less than 100% sampling efficiency on both channels ^ 

A end B. 

, »■■■' 

S<41. BIAS CENTERINQ’ AND DIODE BIAS ADJ 
(MODELS 1411A/1430C). ' 

^2. DESCRIPTION. The sampled RF envelope is 
monitored with an oscilloscope and the stcp-recovcry , 
diode biases are optimized for maximum 
envelope amplitude. 'The Bias Centering Adj. 
is made at the ‘same time to keep the back-bias 

applied equally to both sampling diodes. 

. . '1 ' • ' 

6-43, EQUIPMENT. The following equipment is 
required; 

a. monitor oscilloscope. 

b. pulse generator, ’ 

;'c. signal generator. • ' 




j . Model 1430C 

d. two BNC cables,' 24 In, ‘ to ,36 In. 

c. adapter, BNC to male type N. ’ 

6-44. PROCEDURE. To make the adjustments, ‘ 
proceed os follows: 

1 ' 

•I . • 

a. Set Model 141 lA controls as follows; 



RESPONSE (both) '. . 1/3 from full cw 

SMOOTHING (both) ........... 1/3 from full cw 

MILLI VOLTS/DI V (both) ^ ... .200 

' VERNIER (both) CAL 

' display ..; A 

b. Set time base controls as follows: 

TIME/DIV .; .' 6 nSEC 

MAGNIFIER XI 

MODE FREE RUN 

SCANNING .NORMAL 

INT/EXTi... ,...■ EXT 

SYNC PULSE ON 



c. ' Using monitor oscilloscope, observe waveform 
on collector of, Q125 in Model 1411A. 

d. Adjust Stretcher Gate Width, Adj R183 

for pulse width of 360 ns. > 

e. . Ol' waveform on collector of Q326 in 
Model 14 11 A. 

, f. Adjust channel B Stretcher Gate Width 
Adj R383 for pulse width of 350 ns, 

g. Connect signal generator output to channel' 

A input. 

1 ' 

h. Terminate channel A Into 60 ohms. 

J . j - ' ^ 

i. Setj signal generator for >cw output of 
approximately 140 tnV RMS ut obout 460 MHz. 

j. , Locate junction of R128 and R129 and short ' 
junction to gro |nd. See figure 8-7 for location. 

k. Connect time base SYNC PULSE output 
to externally trigger > monitor oscilloscope. 

l. 1 Using nionitor oscilloscope, observe waveform 
ot emitter of Q102. Waveform should look like one 
of three waveforms shown in figure 6-6. 

m. Adjust Bias' Centering Adj R122 fully ccw, 

to fully cw to' be sure all three waveforms can be 
obtained. Then adjust R122 for display most 
similar to waveform 2. ' 

’ If ! 

h. Adjust 1st Bias Adj RI63 for maximum 
p-p amplitude. 



Model 1430C ' 

0 . Adjust 2nd Bins AdJ R148 for maximum p-p 
amplitude. Readjust Bins Centering AdJ R122 
ai} necessary to make display most stmlllur to 
waveform 2. 

I tp. Adjust llrd Bias AdJ, R147 for maximum p-p 
amplitude, 

Note 

• I 

^ If proper waveforms cannot be obtained, 

refer to procedure for checking sampler ' 
diodes In Section VIII, 

q, blsconncct equipment. 

r. Rotate Model 141IA channel A VERT POS 
control fully cw to fully ccw. If baseline docs not 
travel ‘ up and down equally from CRT center, 
readjust Bios Centering AdJ R122. 

B, Change Model 1411 A display selector to B, 

t Rototc Model 1411 A channel B VERT POS' 
control from one extreme to other. Adjust RU22 
until baseline traverses equally up and down from 
, center screen, 

• ’ ' i ' . ' 

u. Connect pulse generator to channel B Input (fig- 
ure 6-2). 

V. Terminate channel B inloi 60 ohms. 

A ' ■ ' - ■ — . ’ ^ ’ 

w. Set pulse generator to obtain 2 to 6-usec wide 
pulse 0.5V amplitude at approximately 100 kHz. 

X. ' Set time ba^e sweep time to 100 nSEC. 

y. Adjust pulse generator Pulse Delay so that 
' display first consists of baseline ond change In 
signal level as display disappears on right side 
of CRT (refer to instructions for optimizing sampling 
efficiency contained in Model 1411 A Operating and 
Service Manuol), ' 

, . 1 ' ! ! 

' z. Set time base ^SCAN DENSITY to minimum. 

oB. Adjust Model 141 lA channel B SMOOTHING 
to fully cw position, j ’ , ' 

' - ab. Rotate Model 141IA chonnel B RESPONSE 
I slowly ccw and observe that sampling efficiency 
' decreases to less than 100%. ' 

■ ' r 

I 

' ; t 

ac. If less than 100% sampling efficiericy cannot 
be obtained (even with RESPONSE set fully ccw), 

’ readjust 2nd Bios AdJ R148 and 3rd Bias AdJ 
R147 until less than 100% sampling efficiency pan be 
obtained. Adjust for approximately 60 to 70% 
sampling efficiency with RESPONSE set fully ccw. 






, Adjustments 

I 

ad. Reset charinel B SMOOI’IIING and RE- 
SPONSE to original positions. 

■ . 1 I 

ac. Set Model 141 lA display selector to A. 

I 

af> Disconnect .lulse generator output from 
channel B input and' connect to channel A input. 

ag. Using Model 141 1 A channel A SMOOTHING 
and RESPONSE controls, repeat steps u through 
od for channel A. R147 ond R148 must be adjusted 
for less, than 100% sampling efficiency on both 
channel A and channel B, 

6-45. LoW FREQUENCY DISTORTION ADJ. (BOTH 
181 1A/1430C and 1411 A/1430C). 

' 6-46. DESCRIPTION, A pulse is observed and the 
low frequency distortion adjustments are made to 

make the observed pulse most simillar to its known 
shape. 

6-47. EQUIPMENT. The following equipment is 
required: 

a. pulse generator. ' 

b. two BNC cables, 24 in. to 36 in. 

1 ' I, 

c. adapter, BNC to male type N. 

I 

, 6-48. PROCEDURE. To make 'the adjustments, 
proceed as follows; 

a. Connect equipment ad shown in figure 5-2. 

b. Set pulse generator controls for 2-uscc 
wide pulse, ’ 0.26V in amplitude at 60 kHz. 

c. ^et time base sweep time to 1 uSEC/DIV. 

d. Adjust pulse generator Pulse Delay to 
observe pulse. 



e. Adjust vertical sensiklvity and vernier to 
obtain at least 6 div of deflection. Observed pulse 
shoulcj look like one of three waveforms in figure 6-7. 




Figure 6-7. Low Frequency Distortion 



f. Adjust low FVeq Comp AdJ Cl07 ond 
0108 oltemotely to obtain pulse most similiar to 
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Model H.'jOC 



• i 

figure 5*7 waveform 2 (mlni»num peaking and 
rounding). Overshoot specification is 7>5?0. 



CAUTION 



1 When adjusting C107 and C307 (screws 
located on circuit boards)^ ho carcful not 
to tighten enough to break the pick-off 
resistors, 

, , i • ' 

g. Disconnect pulse generator from channel A 
' and connect to channoti B, 

I ' ' 

h. Terminate channel B into 60 ohms. 



i, Set Model HllA display selector to B, 

j, Repeat steps c and f for channel B,' adjusting 
C307nndCm 

k, C129 is factory selected for optimum dynamic 
range and niinimum low frequency distortion. Typical 
Value is 66 pF, If replacement is necessary, 
select value for these two' porametbrs. Decreasing 
volue improves low frequency distortion. 

6-i9. This completes the sampler adjustments. < If 
the instrument cannot be adjusted to meet the 
requirements in the odjustment procedure, refer to 
Section Vlll of this manual for troubleshooting 
information. 
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SECTION VI 
REPLACEABLE PARTS 



/ ; 
I I 



1: 






6-2. This section contains Information for ordering 
replacement parts.’ The abbreviations In the parts 
, list are described Iri Table 6-1. Talkie 6-2 lists the parts In 
’’alphanumeric order by reference designator end includes 
the matMfacturer and manufacturer's part, dumber. Table 
6-3 contains the list of manufecture'rs' codes}. 

6>1 ORDERING INFORMATION. 

64. To obtain replecerpei^t psrWf rom Hewlett-Packard, 
jBddn^ order or inquiry to the nearest Hewlett-Packard 
Seles/Service Office and ajpply the following information: 



a. Instrument model and serial number. 

b. HP Part Number of item(s). , ! ■ 

' ' ■ ' 1 * ' ' 

, , I I ■ i : 

c. Quantity of part(s) desired. , ' . ; / 

’ ' \ I ■ ' ‘ ' ■ ■’ ’ 

d. Reference designator of parttf). 

6-6. To order a parf not listed In the tab! n, provide the 
following Information: ‘ ! 

i ' 

I ■■ - 

a. Instrument model and serial nurtiber. 

b. Description of the part, Including function and 
location in the Instrument, ' , 

c. Quantity desired, : ’ 



isi 

A [iK 

■ J ) 



Table 6-1 .'Abbreviations for Replaceable Parts List 



»: 



V'.-- iv;,. 

A amp«r«{i) i- 

ASSY ■ AiMn^ly 



\ 



tii'*'. . 

’:n, , • • 
'I ,1 



I 1,1 



BO 

'bh 

;.BP; 

ill 

■^!.l . 

: i'v\ ’ 
C,:'. 

c:^h 



• board(i) 

■ binder hud 
■.baridpM* 'i' I 

■ 

■ eenti 110"*) 

- carbon 



'i';} 

I VV- 



ORD 

■ 

*'r 

H-}- 

HO 
HP , 
H 2 

' . ■ 



' eroundtad) 



I" 



I 



' honry(lai) 

■ marcury 

■ Hawiatt-Paekard 
' haru'.i' 



ii. 






ti , ■eaouilO'J , i i-' IF ',V ■ Intarrnadlata fraq. 

C^n - carbon,^ IMPO “ImpraBoatad 

CCW ■ eoumar'clockwUa ' ' ; INCD .1) ‘ ■ Incandatean’t . 

CER], ■caramlc V I ' ’’INCL > ~ tnctuda(a) 1 

a* A'-.' 



i| • 



‘A ii''l .'i 



;CER]| , ■caramlcV : I mvi 
CMO, ,, “ eabtnai Mount only): • - INS 
COAX;, -coaatal Vi , V'INT 
,COEP,'r;|«eoaff1elant', ' V';,,. 
COM?;') .pcompoiltlon ; ' 
CONNy\^ conriactor(0 \ ■ K 

CRT , "'catboda-ray tuba : XQ 

CW :'•* CiaeltMrlc* ' 



f\';, • Intulatlon(ad) 
Internal 

' '•kjiono’j ' 



NPO 

NPN 

NSR 

OBD 

' OH 
OX 

■I 



i/1 



itlogfam 



. I- ■' 



1 ' 



'^1: 



t’.'.Vi' 

"v 



I 



doekwiM <■ 

pound)*) 

, ... ja^hand . '>] 

,DEPC ;; "pi dapbtitad carbon , . UN , , lloaa> upar j 

OPj, '.■dooblapcla , too ,1 - loaarlthmlc tapar ! 

’"400^0 throw * LPF >/■ low-pa** filter)*) ' 

^ «■ V V wV 



O •dael ( 10 ') 



’.LB , 

tHi 

UN 



I i.- 



•:'r 



1 LVR i,:,^•l*v*r 



ELbCT o alactrotytle V V ’ 

ENdAP >'*ne*p*ul*t*dV M m . 

;,EXT',' ’ -axtarnal’i)'. iy'-CMEQ ’-maeatio"), ^1, 

- 'r'' AW 'u 



mllHttO*?)', 

L*. 1. 



'F .1 “ farad(i) .■ 
F^T f- (lald-affaet 
1 tran*l*tor(*) 
FH I . n flat head 

Fit. R ~ fillittar h'atd 
.FXD,V',^-(|xad ; 

‘ A. ’’V } « 

O '. , ! ,-gl 9 fi( 10 ’') 

' . • earManlum 

OL'V'i;, ':« 5 (a**’A ' 



'MET ox -mataloxlda 
,MFR. “ manufacturar 

:M|NAT :)- miniature 
MOM " miirriantary 1 

f'MTO (•■mburitlng 

MV- ' r^yiar , 1 



V 1 , 



N/Ci 

NE 

N/O 



■*' normally doted 

" n«n , ' ’'1'.' , 

normally open, i 



- ntgailva poiltivt ; 
‘‘ taro )a«ro tamper- 
atura coaf ficlanti 
• nagitlva-podtlva- 
negative 

■ not'taparaialy ' 
raptaeaabta 

> order by 
diMcrlptlon 

■ oval r aad 1 - 

-oxide i,;( ',y 

P I : ; a peak ^ / 

PC i - printed latehad) 

! circuit)*) 

PF ■ picofarad* 

PHL -Phillip* ' 

PIV - patk Invar**;.! , ' 

vottaga)*) 

PNP . - poillWa-negatlva- ' 
. potitiva 

F/O - part of 

PORC • porcelain 
POS ' • poiltlon)*) 

, POT , - potantlomatar)*) 
P-P - paak-to-pa*k / 

PROM - program . 

PS - polyityrana 

PWV 1 -peak working 
’ ' . !i voltage - - . 

I i 

) .'s./ ■■ 

RECTi - raetiilar)*) 

HF radio frequency 
: HFI - radio fraqutney 

>1 .. Inlarfaranea 

RR .^roundhead 
or 

'1, fight hand 
RMO'i - rack mount only 
, H^S - root mean iquara 



RWV 



S'B . 
SCR 

SE ' 

SEC 

SECT 

St 

SIL 

SL 

SP 

SPL 

ST 

STD 



• ravarta working 
voltage 



•tow-blow 

tlllcon controllad 

rtetlflar 

•dantum 

taeondli) .i 

•action)*) 

tlllcon 

illvar 

■lida I 

•Ingle poia 
•pedal ! 

(Ingle throw 
•tandard 



V'-. 



5 

V 



TA 


- tantdum 


TD 


- tlrria delay 


TFL 


- teflon, 


TOL 


■ toggle j 


THYH 


- thyriitor 


Ti : 


- titanium , 


TNLDIO’ 


- tunnal diode)*) 


TOL 


■ tolarinca . 


TRIM 


• tfimmar > 


U 


- micro (loT*) 


V 


■ volt* ■ 1 1 


VAR 


- vtrltbla 


VDCW 


> dc working volt) 


W 


• VVItt)*) 


W/ 


- with 


WIV 


- workinp Invaru 
voltaga / ' 


W /0 


- without 


WW ' 


- wirawound 






I 'I 



y;,i, ' 

' s’ . I 
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Replaceable Parts ! i i, Model 1430C 

Table 6'2, Replaceeble Parts i 



Ref 

Dosifi 


HPPaitNo. 


TQ 


Desaiption 

1 • 


Mfr Code 


Mfr, P^rt 
Number . 




"j 

09S0-144B 




1 ■■ 

A: sampler, channel A, Includes diodes 














CR105&CR106 


HP 


,-i -ill 


1 


I A2 


09B0-1446 




A. sampler, channel B, Includes diodes 




-n- 


1 








CR305&CR306 


HP / 






" A3 ■ 


01430-66603 


)' 


A; preamplifier, channel A 


HP, 






’ A4 


01430-66604 




!' A: preempllfler, channel B 


HP , 


i. i 




AB 


01430^6602 




A: 60ohm strip line, assy: (Includes 




: ‘ / 




; 1 J ■ 






Cl 20, Cl 21, CR 110 thru CR 1141 


' HP 








01430-66B01 


• l_ 


A; BOohm strip line (Incl'jdes Cl 20 and 














C121) 


HP 






A6 


01430-66601 




At pulse gen board, 


HP / 






i A7 


01430-26605 




At diode mount 


HP 


■ 




AT1AT2 ' 


009A 




AT t BOohm load 




’ 




■ ■■ ^ 


(Opt. 012) 

" , r 




1 ' 


HP 






C106,V 






f^SRtp/oCRIOB 








C106 ' 






NSRtp/oCRIOe ' 








CIOS' 


0121-0060 




Ct var cor 2-8 pF NPO 


HP 






ct|2' 4;: 


0140-0222 




C: fxd mica 240 pF 1% 300 wVdc 

! -1 . 


HP 








01400222 




Ct fxd mica 240 pF 1% 300 wVdc 


,HP 






Cl 14 ' : 


, 01800165 ' '< 




Ct fxd elect Ta 2.2 uF 20% 20 wVdc 


ES289 


160D226X0020A2 


' CUB' 


'‘01800166''! 




' CtfxdelectTa2.2uF20%20wVdc 


66289 


160D225X0020A2 


Cl 16 


0180!0165 




Ct fxd elect Te 2.2 uF 20% 20 ,wVdc 


66289 


160D226X0020A2 


Cl 18 


01600174 


• ■ . t 


Ct fxd car 0.47 uF 80% 25 wVdc 


66289 


BC11A 


. 


^ r- Ai- 
ello 


01600174 




Ct'fxd car 0.47 uF 80% 26 wVdc 


66269 


6C11A 




Cl 20 


V' 




NSRtp/oA5 


, t 






' C121 


■ ■ '■ V. 




NSRip/oA6 








C122 


01600167 ! 




Ct fxd my 0.0047 uF ±10% 200 wVdc 


HP 






Cl 23 ' 


01800166 ' 


■;V/‘ 


Ct fxd elect Ta 2.2 uF 20% 20 wVde 


66289 


1500226X0020A2 


C124 


01800166 ' 


t .1] - 1-' 1 
■ ' 

r 


Ct fxd elect Ta 2.2 uF' 20% 20 wVdc 


66289 


150D225X0020A2 


C127 ' 


01600174 ' 




Ct fxd car 0.47 uF 80% 26 wVdc 


66289 


5C11A 




’ C128 


01600121 * 




Ct fxd cerO.1 uF -20-»'80% BOwVdc 


66289 


BC50B1 




C120 


01400191 




Ct fxd mica 66 pF 5% 300 wVdc 


04062 


RDM16E660J3C 1 


^ 1 C130 


01400178 


■:A. 


: C: fxd mica 660 pF 20% SOO wVdc 


HF» 






■ . C131''/' ^ 


■ i- 

01700040 




;i ' Ctfxd my 0.047 uF 10% 200 wVdc 


HP 






C132 


01700040 




Ct fxd my 0.047 uF 10% 200 wVdc 


HP 


J 




V C30B - 


t . ■ . r 


■ Vi, 


NSRtp/oCR305 




r 




; C306 , 


■ r ■ • ■ 




NSRtp/oCR306 








. C308 


0121-0060 


'1 1 . 


' Ct var car 2-8 pF NPO 


HP ' 






C312 


01400222 




\i. Ct fxd mica 240 pF 1% 300 wVdc 


HP 


• 




C313 


01400222 


• - lx .. 


■ ' Ct fxd mica 240 pF 1% 300 wVdc 


HP 


\ 




C314 


01800166 




Ct fxd elect ta 2.2 uF 20% 20 wV Jc 


66289 


160D226X0020A2 


C31B 


01800165. , 


: ^ -T- _ 


Ct fxd elect Ta 2.2 uF 20% wVde 


66289 


1600226X0020A2 


' C316 


01800165 ' 


■■ s- 


C: fxd elect Ta 2,2 uF 20% 20 wVdc 


66289 


1600226X0020A2 


CB10S/ 


. . . . 1 . 

IflOl .0617 


' 


CR:A1 sampler diode assy cortsists of 


HP 


r . 




■w>CR106 


I/'' 




matched pair CR105-CR106. Also 










-= :■ ft 


i 


includes Cl 05-C106, R107-R108. 










I 










Model 1430C 




CRllO 

CR111 

CR112 

CR113 

CR114 

CR115 

'CR306/ 

CR306 



HP Part No, TQ 




1901-0556 

1901-0656 

1901-0165 

1901-0041 

1901-0617 



9140-0094 



Table 6-2. Replaceable Parts (Cont’d) 



Description 



CRtSi 

CRrSI 

CR: Si step recovery 

CR{ Si step recovery 
CR; Si step recovery 
CRtSi 

CR; A2 sampler diode assy consists of 
matched pair CR305-CR306, Also 
includes C305-C306, R307-R308. 
NSRtp/oAl 
NSR:p/oA1 ' 

NSRtp/oA2 

NSR;p/oA2 

L: fxd 0.68 uH 20% 



Replaceable Parts 



MfrCoden 

Number 



86684 CA30051.C, 



MP1 

MP2 , ' 

MP3 

MP4 

MP5 

MP6 

MP7' 



01430-25205 

01430-21202 

01430-21202 

01430-04107 

01430-20501 

01430-20501 

01430-64102 

1261-1444 

I 

1261-1445 

01430-23202 

01430-41202 

01430-42301 

1854-0221 
1854-0019 
1854-0035 
1854-0221 ’ 

1854-0019 

0811-1716 

0767-0466’ 



0767-0280 

0767-0474 

0767-0442 

0767-0474 

0767-0461 

0767-0474 

0757-6^9 

0767-0449 

0757-0474 

0767-0449 



MP: chassis, main {includes P4) 

MP; clamp, strip line wire 
MP: clamp, strip line wire 
MP: cover, bottom 
MP: clamp, cover 
MP: clamp, cover 
MP: cover, top 

P; connector, 18 contact 
Consists of: 

P: 18 contact 
Conriector; adapter 
Clamps 
Boot assy 

t 

Q: dual Si npn 
Q; Si np'n 
Q: Si npn 
QtdualSInprt 
Q; Si npn 

R: fxd cer 2000 ohms 10% 1/8W 
R: fxd metfim lOOkllohms 1% 1/8W 
NSR: p/o CR105 
NSR:p/oCR106 

i 

R: fxd metfim 1000 ohms 1% 1/8W 
R: fxd metfim 243 kilohms 1% 1/8W 
R: fxd metfim 10 kilohms 1% 1/8W 
R; fxd metfim 243 kilohms 1% 1/8W 
R: fxd metfim 24.3 kilohms 1% 1/8W 

R: fxd metfim 243 kilohms 1% 1/8W 
R: fxd metfim 20 kilohms 1% 1/8W 
R: fxd metfim 20 kilohms 1% 1/BW 
R: fxd metfim 243 kilohms 1% 1/8W 
R: fxd metfim 20 kilohms 1% 1/8W 













neplaceable Parti 



HP Part No, 



Table 6'2, ReptcMable Parts (Cont'dI 



Detcription 



Modal t430C 



MfrCode 

Number 



2100-1777 

0757-0466 

0757-0465 

0767-0440 

0767-0449 

0767-0440 

0767-0440 

0767-0420 

0767-0411 

10767-0434 

0767-0280 

0767-0401 

0767-0726 

2100-1773 

2100-1773 

0767-0726 

0690:3620 

2100-1773 

0767-0416 

0767-0393 

0767-0280 

0767-0280 

0811-1716 

0767-0466 



0767-0280 

0767-0474 

0767-0442 

0767-0474 



R: var ww 20 kllohms 6% IW 
R( fxd metdm 100 kllohms 1% 1/BW 
Re fxd metftm 100 kllohms 1% I/6W 
R; fxd metfim 20 kllohms 1% 1/6W 
Re fxd metfim 20 kllohms 1% 1/8W 
Re fxd metfim 20ki|ohms 1% 1/8W 
R: fxd h^tflm 20 kllohms 1% 1/8W 
Re fxd mttfim 760 ohms 1% 1/8W 
Re fxd metfim 332 ohms 1% 1/8W 
Re fxd metfim 3660 ohms 1% 1/8W 
Re fxd metf|m 1000 ohms 1% 1/8W 
Re fxd metfim 100 ohms 1% 1/8W ' 
Re fxd metfim 61 1 ohms 1% 1/4W 
Re var ww 1000 ohms 6% IW 
Re varww 1000 ohms 6% IW 
Re fxd metfim 61 1 ohms 1% 1/4W 
Re fxd metox 100 ohms 6% 2W 
Re var ww 1000 ohms 5% 1 W 
Re fxd metfim 476 ohms 1% 1/8W. 
Re fxd metfim 47.6 ohms 1% 1/8W 
Re fxd ntielfim 1000 ohms 1% 1/8W 
Re fxd metfim 1000 ohms 1% 1/8W 
Re fxd cer 2000 10% 1/8W 
Re fxd metfim 100 kllohms 1% 1/8W 
NSRep/oCR306 ^ 

NSRe p/o CR306 

Re fxd metfim 1000 ohms 1% 1/8W 
Re fxd metfim 243 kllohms 1% 1/8W 
Re fxd metfim 10 kllohms 1% 1/8W 
Re fxd metfim 243 kllohms 1% 1/8W 



0767-0461 

0767-0474 

,0767-0449 

0767-0449 

0767-0474 

0767-0449 

2100-1777 

0767-0466 

0757-0465 

0757-0449 

0767-0440 
0767-0449 
0767-0449 
0767 0420 
0767-0411 

0767-0434 

0767-0280 

0767-0401 



E fxd metfim 
E fxd metfim 
E fxd metfim 
E fxd metfim 
fxd metfim 
fxd metfim 
: var ww 20 
; fxd metfim 
: fxd metfim 
: fxd metfim 



24.3 kllohms 1% 1/8W 
243 kllohms 1% 1/8W 
20 kllohms 1%1/8W 
20 kllohms 1% 1/8W 
243 kllohms 1%1/eW 
20 kllohms 1% 1/8W 
kllohms 6%'1W 
100 kllohms 1%1/8W 
100 kllohms 1% 1/8W 
20 kllohms 1% 1/8W 



Re fxd metfim 20 kllohms 1% 1/8W 
Re fxd metfim 20 kllohms 1%‘l/8W 
Re fxd metfim 20 kllohms 1% 1/8W 
Re fxd metfim 750 ohms 1% 1/8W 
Re fxd metfim 332 ohms 1% 1/8W 

Re fxd metfim 3650 ohms 1% 1/8W 
Re fxd metfim 1000 ohms 1% 1/8W 
R: fxd metftm 100 ohms 1% 1/8W 



9100-1112 



1 











Modfil 1430C ' I . Replscsible Parts 

' tabl 0 6-2, Replaceable Parts {Cont'd} 



Ref 

DesIp 


HP Part No, 


TO 


li. Description 


MfrCode 


Mfr Part 
Number 


UlOt 


1820-0046 


■ 


U( Integrated amplifier 




CA3005 


' U301 


1820-0046 


■ 


U; Integrated amplifier 




CA3006 


VR106 


1802-0126 


■ 


VR: breakdown 2.61V 


04713 


SZ10939-14' 


VR106 


1602-0040 




VRt breakdown 6,19V 


1 HP 




VR306 


1902-0126 




VR: breakdown 2.61V 


04713 


SZ10939-14 


VR306 


1602-0049 


■ 


1 VR: breakdown 6,19V 


HP 




W1 


5060-0540 




W: cable, main {6 foot Interconnecting! 


HP 




W2 


01430-61603 




W:’ cable, channel A 


HP 




W3 


' 01430-61604 




W: cable, channel B 


HP 


1. 


, W4 


01430-61606 


m 


W: cable, pulse generator 

1 - 


HP 





Table 6*3, List of Manufacturers' Codes 



1 

1 


MANUFACTURER NAME 


\ 

ADDRESS 


04062 


Arco Electronic Inc. 


Great Nech, N.Y, 


56289 


Sprague Electric Co. 


North Adams, Mass. 


86684 


' Radio Corp.'of America, 




\ 


Electronic Comp. & Devices Dlv. 

1 


Harrison, NJ. 























Model 1430C ' , 



, Changes and Options 
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SECTION VII 

MANUAL CHANGES AND OPTIONS 



7-1. INTRODUCTION. , 

7*2. This section contains infoi’mation required to 
backdate or update this manual for n specific in- 
strument. Description of special options and standard, 
options are also in this section. 

7-3. MANUAL CHANGES. 

7-4. This manual applies directly to the insfrument 
having the same serial prefix shown on the manual 
title page.Tf the serial prefix of the instrument is, not 
the same na the one on the title page, find your serial 
i prefix in table 7-1 and make the chan^ires to the manual 
that’ are listed for that serial prefix. When making:, 
changes listed in table 7-1, make the change with the ’ 
highest number first. Example: if backdating changes' 
1, 2, and 0 are required for your serial prefix, do 
changer 3 fi«t, , then change 2, and finally 
change 1. If the serial prefix of the instrument is 
' not . listed either in the title page or in table 7-1, 
f refer, tp’an encIosed'MANUAL CHANGES sheet for 
updating information. Also, if a MANUALCHANGES 
shpet is supplied, make all indicated ERRATA cor- 
rections.: ■ ' , ■ ' 

S : \ ' . ■ ' 

' ■ V Manual Changes 

i r ^Serial Prefix '■ ’ ’ Make Changes 

I ’ - 

No backdating changes af^ required at this time. 



7-5. SPECIAL OPTIONS. 

^ ,1 

7-6. Most customer special appllcotion requirements 
and/or specifications can be met by factory modifica- 
tion of a standard instrument. A standard instrument 
modified in this way will carry a special option num- 
ber, such as Model OOOOA/Option C01.< 

7-7. An operating and service manual and a manual 
insert are provided with each special option instru- 
ment. The operating and service manual rontains in- 
formation cboutthe standard instrument The manual 
insert for the special option describes the factory 
’ modifications required to produce the special option 
instrument Amend the operating and service manual 
by changing it to include all manual insert infor- 
,i mation (and MANUALCHANGES sheet information, 
if applicable). When these changes are made, the 
operating and service manual will apply to the special 
option instrument I 

7-8. If you have ordered a special option instrument 
and the manual insert is missing,' notify the nearest 
, Hewlett-Packard Sales/Service Office. Be sure to give 
a full description of the instrument, including the com- 
plete serial number and special option number, 

7-9. STANDARD OPTIONS. 

7-lb. Standard options aremodificationsinstaP<id on 
HP instruments’ at the factory end, are available on 
request. Contact', the ^ nearest Hewlett-Packard 
Sales/Service Office for information concerning stan- 
dard options. 
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QECTION VMI 

SCHEMATICS AND TROUBLESHOOTING 



c. Use toothpick or wooden Hplinl>r to dean holo8. 




8-2.i This section , contains the schematic, 
repair ond replacement information, component 
identification figures, waveforms ond troubleshooting 
info|:matian. Table defines symbols and conven- 
tionsiused on the schematics. 

8=.^CQMPONENT IDENTIFICATION. 

Components on etched circuit boards are 
identified in figure 8*7. Mechanical and 
I chassis mounted component** ore identified 
in figures 6-4 an^ 8*6. 

8-5. SCHEMATICS. 

8^. The schematic is pdnted on a fold*out 
page for reference to the text and figures in other 
sections. A toble on the schematic lists alt components 
shown on the schematic by reference designation. 
All components within the shaded areas on a 
schematic are physically located on circuit 
boards. Components not physically located on a 
circuit board are shown in the unshaded areas of the 
schematic. 

8»-7. REP^R AND REPLACEMENT. 

8-8. Most of the electrical components are 
accesjsible for replacement from the component 
side , of the etched circuit board. Section VI 
provides a detoiled parts list for ' ordering parts. 
If satisfactory repair or operation cannot be 
accomplished, contact the nearest Hewlett-Packard 
Sales/Service Office (addresses at rear of this 
manual). If shipment for repair is recommended, 
refer to Section II foir recommended repackaging 
information. 

8*9. SERVICING ETCHED CIRCUIT BOARDS. 

8*10. The samplers have plated-through type 
etched circuit boards. When servicing this type of 
board, components may be removed or replaced by 
unsoldering from either side of the board. When re- 
placing large components, such as potentiometers, 
rotate the soldering iron tip from lead to lead while 
applying pressure to the part to lift it from the 
board. HP Service Note M— 20E contains add- 
itional information on the repair of etched circuit 
boards; however, the important considerations are ns 
follows: 

a. Do not apply Excessive heat. ' 

b. Apply heat to component lead with straight 
pull from board. 



d. Do not force leads of replacement component in- 
to holes. 

8-11, If the plated metal surface (conductor) lifts 
from the board, it may be cemented back with a 
quick-drying, acetate-base cement (use sparingly) 
having good insulating properties. An alternate meth- 
od of repair is to solder a good conducting wire 
along the damaged area. 

8-12. REMOVING SAMPLING DIODES. 

8-13. The sampling diode (s) should be removed only 
after definitely establishing that it is faulty (refer 
to paragraph 8-31 for procedure). 'I'he diodes 
are extremely frdgilc and must be handled with 
the utmost caution. The following steps provide 
instructions for diode removal and replacement. 

n. Ixioscn screw and slide diode retainer away 
from insulator as shown in figure 8-1. 







Figure 8-1. Diode Removal 

/nrrvYVYVV 

> CAUTION < 

Physically, the upper and lower diodes 
look alike; however, they ore electrically 
different. Figure 8-2 identifies the diodes 
by reference designation and HP Part No. 
(viewed from front and top of instru- 
ment). Always replace diodes exactly 
as shown. Make no attempt to further 
disassemble the sampler block. 



8-1 





S*rri« 



M<xld I I30C 




b. Gently withdraw diode insulotor assembly from 
sampler. It should appear cxootly as in fiKurc 
8-2. If glass bead is broken off> it may rermin inside 
sampler, It must be removed before new diode 
assembly is inserted. I’o remove broken brad, turn 
sampler upside down and gently tap side of block. 
Do not bang connectors. 

c. Grasp new diode by post. Du not handle 
glass bead. The bend is quite fragile and 
continued handling at that area tends to weaken 
device mechanically. 

d. See Figure 8-2 to make sure correct diode 
assembly is, being used as replacement. Insert 
assembly straight into sampler. (A lateral blow is in 
plane most likely to break glass bead.) Glass bead 
will center itself in bottom'of hole. 

e. Replace diode retainer and carefully tighten 
screw until it is snug. 

f. Recalibrate instrument ns outlined in Section V. 

g. Diodes may be damaged by: 

(1) . Rough handling. ' 

(2) . Static discharge, approximately 0.2 ergs. 

(3) . Soldering irons that induce 60-hertz 
pickup leakage currents. 

8-14. STRIPLINE AND STEP-RECOVERY DIODE 
REPLACEMENT. 

8-16. The sampler stripline can be replaced 
easily and it must be rcploced if damaged or if 



capacitors C120 or Cl2l become defective. These 
capacitors are part of the stripline assembly and 
individual rcplnccmcnt is not recummenderl. 

8-16. If the stripline is ordered as un assembly, 
it will come complete with the diodes CRllO 
through CR114. If only the stripline board, capacitor 
C120 or C121, is defective, it is less expensive to 
order the assembly listed in the parts list that docs not 
include the diodes. 

8-17. To remove stripline, proccetl ns follows: 

a. Remove sampling diodes frun> sampler block. 
Mark them so that they can be rcplace<l exactly as 
removed. (Soldering iron can damage diode). 

b. Unsolder small green wire connecting stripline 
to diode board. 

c. Remove board containing CRllO and CRlll. 
Step-recovery diodes CR112 and CRU3 are sand- 
wiched between two boards, 'fnese diodes are 
electrically different and extremely small. Be 
careful not to switch or lose them. 

d. Remove bottom board. 

e. Unsolder wires connected to stripline. 

f. Remove screws and washers at each end of 
otriplinc. 

g. Carefully bend small wires from sampler at each 
end of stripline. Bend these wires no more than 
absolutely necessary. 



8-2 







MoiJd I4;S0C 
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h. Kvmove four snmil and Iwo )arKc acrown that 
hold striplinc dowr: ni^d ri‘move Ktripline. 

/VYYVVVVV 

> CAUTION 3 

Be very careful not to catch the center 
conductor between stripHne board and 
Homplcr, or to pull center conductor 
out of Jacket. 

8*18, To replace striplinc, proceed as follows: 

a. Replace striplinc using ortKinal screws. 

b. Gently bend wire up through slot in striplinc 
board. 

c. Moke sure bottom of transition makes good 
contact with ground ridge provided around wire. 

d. Lay center conductor on top of striplinc transition 
and I'cpiacc screws and clamps, being sure that 
clamp provides good contact between striplinc and 
wire. 

^ I ' 

e. Replace step-recovery diodes and diode 
board and resoldcr all connections. 

f. Replace sampling diodes in samplct. 

8-19. TROUBLESHOOTING. 

8*20. DC voltages are indicated on the schematics 
for most of the active components. Typical 
waveform test points ( ^ with a number 
enclosed) are also shown on the schematics. The 
numbers inside the test point symbols are keyed 
to corresponding waveforms adjacent to the 
schematics. The dc voltages and typical waveforms 
provide an excellent troubleshooting aid for 
checking dc bias levels, amplifier stage gain, etc. 
When using these aids, always refer to the specific 
conditions for the measurement as listed adjacent 
to the schematic (table 8-2). 

8-21. If trouble is suspected, first perform a 
visual inspection of the instrument. Look for loose 
or burned components or wires, bent pine in the 
interconnecting cable or any other condition that 
might suggest a source of trouble. If a visual inspection 
reveals no obvious trouble, proceed with an electrical 
checkout! 

8-22. Troubleshooting tips are given in the 
following paragraphs. These are not intended 
as a foolproof method for pinpointing every 
possible trouble, but os an aid in troubleshooting and 
a practical guide for isolating the trouble to the 
faulty component. 



8-?3, DISTORTION. 

H-2‘t. Distortion is usually the n-siilt of impmiM>r 
cnnlntl settings or adjustments. CiilUmite the 
sampler/vertical amplitler following the pnx.iKlures 
in Section V. If uistortion is still present, check dc 
voltages and waveforms for 1/oth the sampler and 
vortical ampliftcr. Also, check for a t'OKsible faulty 
interconnecting cable, check CT20 and C121, and 
check sampling diodes. Signals exceeding the 
dynamic range of the sampler will also cause 
distortion. 

e-25. EXCESSIVE: NOISE. 

8-2G. If no' se is present on both channels, the 
trouble is most likely in the pulse generator 
(step-recovery diodes). If noise is present on one 
channel, check sampling diodes (substitution of 
known good diodes is the surest way;. 

8-27. STEP IN RISETIME. 

8-28. If a small step appears during pulse risetime, 
check the risetime adj <TR ADJUST in Model 
1811 A, RESPONSE in Model 14 11 A). If this ad- 
justment is set properly, check Jrd Bias Adj 
RI47; then gently reposition ORllO and CRIII 
either closer or further away from the board. 

8-29. SLOW RISETIME. 

8-80. If risetime is too slow but unit is otherwise 
normal, first confirm that the Model llOGB 
is good and that the time base is in calibration. 
Second, check all connections and screws around 
the BO-ohm striplinc to see that they are 
all tight. Third, readjust 8rd Bins Adj 1U47, The 
step-recovery diode bias controls the amplituilc and 
width of the pulse that turns on the sampling 
diodes. Longeir (slower) risetime may be the result 
of too wide a sampling pulse. Last, try 
moving CRI 10 and CRl 1 1 closer to the circuit board. 

8-31. CHECKING SAMPLER DIODES AND SAMPLER 
BLOCK. 

8-82. To check the sampling diodes, connect u 
signal generator to the suspected channel and 
adjust for u 140-mV rms signal at approximately 
450 MHz, Next, short the junction of R128 
and R 129 to ground and observe the waveform at the 
emitter of QI02. Adjust Bias Centering Adj R122 
through its range to be sure that all three waveforms 
can be obtained ns shown in figure 8-3. If ail three 
waveforms cannot be obtained, then one or more 
of the sampling diodes is faulty. If only waveform 1 
of figure 8-3 can be obtained, then CR105 or CR306 
is probably bad. If only waveform 3 can be obtained, 
then CR106 or CR306 is probably bad. If it is 




S«vk» 



14,‘VX: 




Figure 8-3, Bias Centering Waveforms 

ascertained that the diodes are good, recalibrate the 
Bias Centering and Diode Bias Adjustments as 
described i.; Section V prior to further trouble- 
shooting. 



Check for lOOk ohnu from center conductor to 
ground. If open or shorted, check across ItlOti 
to ground and between RlOfi and R10T>. 



8-^16. Visually inspect the collect (inner conductor of 
connectors) for breakage or other damage. If nil of 
these checks arc good, then the malfunction is pro- 
bably within the sampling block itself. Contact 
the nearest HP Snles/Service Office for repair service. 

8-37 BOTH CHANNELS AFFECTED. 

8-:i8. If the trouble affects both sampler channels, 
it is probably in the pulse generator assembly. 
The presence or absence of the sampler pulse 
can be seen with a 50;-MHz monitor oscilloscope by 
checking the striplinc (always discharge oscilloscope 
probe to ground before making this check). More 
meoningful data cannot be obtained from the 
pulse shape, however, because any type of test 
instrument will disrupt proper circuit operation. The 
pi'csencc of the pulse may be traced fmtn the 
switch transistor Q103 across the transformer and 
step-recovery diodes to indicate opens or shorts 
somewhere in the circuit- 



CAUTION 



8-39. ONE CHANNEL AFFECTED. 



Checking the sampling diodes with an 
ohmmetcr is not recommended. The 
voltoge or current output of the ohm- 
meter moy exceed the maximum safe 
input limits of the diodes. 

8-33. If the diodes check OK in the functional chan- 
nel, then make the following checks. First 
remove and mark the diodes so they can be 
replaced exactly from where they came. Removal 
of the diodes will eliminate the possibility 
of damaging them with too much voltage 
from the ohm meter. 

Note 

Do not mix the upper and lower diodes, 
they differ electrically. 

8-34. Check for continuity from the input center 
conductor to the output center conductor. 
It should be a short. If not, the sampler 
block must be replaced. This is u factory 
repoir. 



8-40. If the snmpler trouble affects only one chana**!, 
then probably nothing is wrong with the pulse 
generator assembly, except a possible open between 
the stripline and the sampler of the bad channel. 
The following checks in the following order should be 
made to isolate the problem: 

a. Check diode bias centering waveforms ns 
outlined in paragraph 8-32. 

b. If all waveforms of figure 8-3 arc present, 
place 50-mV 5-uscc pulse on base of QlOlB input 
differential emitter follower. With monitor oscillo- 
scope, check for presence of pulse at output of 
integrated differential amplifier. If signal is 
present, go to step c. If not, trace signal to see if 
differential amplifier or differential emitter follower 
is bad. (Pulse may appear differentiated at output 
of differential amplifi-;r.) 

C, Since other channel is functional, try suspected 
bud diode in good channel. Do not try a known good 
diode in bad channel ns damage to the diode may 
result. 



84 





i 



uoMioac 




i 

r«blt 8 - 1 . Stfwiucie Notn 



fkftr to MIL'STD 'tS-l A for ichcmatic symbols not lt««d in ihH t^«. 




Etched circuit board 



[— ~l = 

rrrrj = 

= 



Front-pan^ marking 

Rear-panel marking 

Front-panel control 
Screwdriver adjustment 
Part of 



CW 

NC 



Clockwise end of vari- 
able resistor 

No connection 




Waveform tes’, point 
(with number) 

Common electrical point 
(with letter) rot necessarily 
ground 

Single-pin connector on board 



Pin of a plug-in board 
(with letter or number) 

Coaxial cable connected 
to snap-on jack 



I 





Coaxial cable connected 
directly to board 



Wire connected to pressure-fit 
socket on board 




Field-effect transistor 
(P-type base) 




Field-effect transistor 
(N-type base) 




Breakdown diode 
(voltage regulator) 

Tunnel diode 



Step-recovery diode 




= Circuits or components drawn 
with dashed lines (phantom) show 
function only and are not intended 
to be complete. The circuit or 
component Is shown In detail on 
another schematic. 



Wire colors are given by 
numbers in parentheses 
using the resistor color code 
I (925) Is wht-red-grn j 



(926) = 



0 ■- Black 

1 • Brown 
2 -Red 

3 - Orange 

4 - Yellow 



5 * Green 
6 - Blue 

7 - Violet 

8 - Gray 
S - White 



Switch wafers are identified 
as follows: 




* = Optimum value selected 

at factory, typical 
value shown; part may 
have been omitted. 



_ s Main signal path 

( 

. = Primary feedback path 
» = Secoridary feedback path 



Unless otherwise Indicated: 
resistance In ohms 
capacitaxKe in picofarads 
inductance in microhenries 



I 




j 

i 



n 

t 

i 



Flfio* 8-4. Compoocnt Idcsstificatioo, Bottom View 
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Service 



CHANNEL 6 
ADJUSTMENTS 



PULSE, 
GENERATOR^ R .40 
ADJUSTMENTS * 




DIODES CRI 12 
AND CRII3 ARE 
BETWEEN THE 
STRiPLINE AND 
THE DIODE 
MOUNT BOARD 



CHANNEL A 
ADJUSTMENTS 



)4sec-a ~a 



FitBre8-S. Artj rndCoca p ooe P t Ideoii6catiots,Top View 
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Service 



Model 1430C 



DC VOLTAGE MEASUREMENT CONDITIONS 



a. Connect eampler to sampling vertical 
amplifier, 



b. Set sampling vertical amplifier controls as 
follows: 



vertical sensitivity /200 mV 

vernier CAL 

polarity up 

NORMAI./FILTERKD or NORM/SMOOTH. 

El) NORMAL or NORM i 

risetime , , , 1 .. optimized 

sampling efficiency optimized 

vertical positions. midrange 



, c. Set time base controls as follows; 

sweep time 10 uSEC 

vernier ; CAL 

SCAN DENSITY minimum 

scan mode SWEEP (NORMAL) 

d. If using Model 1811A, ground following 
points; A9TP4 (A10TP4 for channel B) and gate 
of A9Q8 (A1C08 for channel B). 



e. it using I Model 14 11 A, ground following 
points; end oi R180 that is common to SlOl 
(end nearest rear of instrument), and gate of 
Q120 (R380 and Q320 for channel B). 

f. Voltages r|iay vary somewhat, depending upon 
risetime and sampling eRiciency settings. All 
voltages are rr/erenced to ground. 



WAVEFORM MEASUREMENT CONDITIONS 



a. Connect 10-kH square wave nt 0.5V p-p 

to appropriate channel input. 

b. Use pulse generator trigger output to externally 
trigger time base. 

c. Terminate channel into 60 ohms. 

d. Set sampling vertical amplifier controls as 
follows; 

vertical sensitivity 1(X) 

vernier.,.. CAL 

vertical position midrange 

NORMAL/FILTERED or NORM/SMOOTH- 

ED NORMAL or NORM 

risetime...... optimized 

sampling efficiency optimized 



e. Set time base controls as follows; 



LEVEL as required for stable display 

SCAN DENSITY minimum 

sweep time. 10 uSEC 

scan mode SWEEP/NORMAL 



f. If using Model 1811 A, locate A9TP4 
(A10TP4 for channel B) and connect to ground. 



g. If using Model 1411 A, locate R180 (R380 
for channel B) and ground end common to SlOl 
(end closest to rear of instrument). 
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1 t 



1 1 

1 1 OESIQ * 


oniD 

LOC 


REI"' 

DESIO 


GRID 

LOC 


1 Cl 07,/ C-2 


,RI20 


A-1 


' C108 


C-2 


'R121 


A-1 


icn2 


Cl 


R122 


A-t 


Ici13 


C-1 


R128 


B-2 


, C114 


Cl 


R129 


B-2 


. C116 


D-t 


R130 


8-1 


^ C118 


0-2 


R131 


B-1 


, aioi 


B-1 


R132 


C-1 


, 0102 


D-2 


.R133 


Cl 


; R112 


C-2 


R138 


B-1 


R113 


C2 


R139 


D-1 


R114 


D-2 


R140 


D-2 


RItS 


C-2 


R141 


D-2 


RItS 


A-2 


R142 


D-2 


R117 


A-2 


UlOt 


D-1 


H118 


B-2 


VflIOB 


Cl 


Rt18 


B-1 


VR106 


D-1 



REF 

OESIO 


GRID 

LOC 


REF 

OESIO 


GRID 

LOC 


REF 

DESIG 


GRID 

LOC 


Cl 23 


’ D-4 


M01 


B-3 


R1B2 


D-3 


Cl 24 


D-3 


0103 


C-3 


R1B3 


C-4 


C129 


C-3 


RI48 


B-3 


R1B4 


C-3 


Cl 30 


C-3 


R147 


A-4 


RtBB 


B-3 


C131 


C-3 


R148 


B-4 


R1B6 


C-3 


Cl 32 
CR11S 


A-3 

C-4 


R140 


B-3 


R1B7 


B-3 



REF 

DESIO 


GRID 

LOC 


CUB 


D-S 


Cl 10 


CB 


C127 


C-6 


C123 


C-6 


T101 


8-0 
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